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ABSTRACT 

 

The issues surrounding optimization of respiratory monitoring are of size, power, and SNR (Signal 

to Noise Ratio). Miniaturization and optimization of components within a respiratory monitoring 

system is valuable for integration into existing non-invasive ventilators, including, but not limited 

to the FOT (Forced Oscillation Technique) source, sensors, signal processing and generation. This 

document contains a low power analog Lock-in Amplifier (LIA) in CMOS 0.18um to measure 

respiratory impedance at low frequencies (4Hz < f < 100), and a speed of sound invariant, 

ultrasonic based flow meter for reduction of series impedance when sensing flow. This LIA relaxes 

requirements on signal input power by maintaining a precise frequency selection in the modulation 

and demodulation of FOT, improving the effective bandpass quality factor when averaged over 

long time periods, and significantly reducing the power requirement of impedance calculations. 

This LIA, when integrated with current ventilation devices, would allow for long term exploration 

of respiratory health through a diverse band of FOT frequencies and open more avenues for 

research with large sets of data to improve respiratory diagnostics. The ultrasonic based flow 

meter, leverages TDC (Time to Digital Conversion) to measure the time of flight of ultrasonic 

waves within the breathing path, instead of using a conventional differential pressure measurement 

across a known impedance. This ultrasonic sensor uses a symmetric style of measurement that 

cancels the effect of changes in speed of sound, isolating flow from temperature and humidity 

variations during breathing. This ultrasonic sensor is a more compact, bi-directional (positive and 

negative flow) and inexpensive form of capturing flow that is capable of highly linear operation, 

high resolution and sampling rate, while not adding series impedance to the measurement. 

Together, these components comprise a large portion of a functional respiratory monitoring 

platform.  
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Chapter 1 : INTRODUCTION 

 

Respiratory disorders affect a large proportion of the population. It is estimated that at the very 

least, one in twenty people will suffer from sleep apnea in their lifetime. [1] Roughly the same 

number will suffer from COPD or Asthma [2],[3]. From causing high blood pressure, to obesity, 

heart disease and diabetes, these respiratory disorders can be life threatening if left untreated. Thus, 

monitoring the frequency and progression of respiratory disorders as well as improving therapy 

techniques can help doctors better diagnose and prevent these problems to save lives. This places 

a high importance on capturing reliable data from sensors attached to the airways of patients. 

Existing sensors boast a high degree of linearity, range, and resolution, though many have their 

drawbacks, from having sensitivity to flow in only one direction, being large in size and cost, or 

having series impedance, improvements in this space are possible. Chapter 2 walks through the 

current literature and state of a typical respiratory monitoring system, sensors, forced oscillation 

technique, respiratory impedance, the lock in technique and other relevant literature to this 

dissertation. 

Chapter 3 explores the design and proof of concept for an ultrasonic based flow meter, resilient to 

fluctuations in speed of sound, used in a respiratory capacity, and is compared against an existing 

and widely accepted platform for measuring airflow to the lungs. Ultrasonic based flow metering 

devices have been used in industry for some time, however, only recently have they been used in 

a respiratory capacity. Existing ultrasonic respiratory flow metering devices show only an 

indication of flow rather than an accurate measurement compared to standards used in respiratory 

therapies. This chapter shows the design and analyses for constructing a flow meter that competes 

in this space. Flow sensing is only a portion of the respiratory measurement platform; pressure is 

also recorded during breathing and can be used in conjunction with flow to determine impedance 

of the airways through oscillometry.  Pressure signals are relatively high in SNR compared to flow 

due to the nature of the high impedance of the airways and thus more importance can be placed on 

development of a high resolution and SNR flow meter as opposed to pressure. However, additional 

signal processing techniques, particularly in the analog domain, can be leveraged to improve the 

signal recovery of flow. Chapter 4 explores the design of an analog lock in amplifier, constructed 
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in CMOS 0.18um technology for improving power draw and integrability into existing ventilation 

devices while maintaining signal recovery of respiratory impedance. Respiratory oscillometry, also 

known as forced oscillation technique (FOT), describes how the respiratory system can be 

stimulated by pressure waves to induce a flow response within the volume encompassing the 

airways. If FOT is done at a single frequency, the effective impedance at this frequency can be 

revealed by taking the phasor ratio of measured pressure and flow. The pressure and flow signals 

fed into this chip are first split into four channels (in-phase & quadrature for both pressure & flow). 

These signals first see passive mixers for demodulation, whose demodulation phase and frequency 

are matched through synchronous generation of FOT and demodulation clock phases. The 

demodulated signals are upconverted through chopper stabilization, amplified, down converted, 

and filtered to produce low-noise level DC values correlated to the phase and amplitude distortion 

caused by the respiratory system. These in-phase and quadrature values are then converted from 

cartesian to polar and operated on by phasor division to acquire respiratory impedance. This single 

frequency impedance measurement can give health care practitioners vital information about the 

health of the airways and can lead to diagnosis and treatment of disorders mentioned earlier. 

Chapter 5 includes supplementary material to augment the analysis and design processes of the 

ultrasonic based flow metering system and the lock-in amplifier. This chapter shows how zero 

crossing detection is invariant to ultrasonic pulse wave energy, while envelope detection is not, 

and the magnitude of error that is expected when dealing with pulse envelope. The analysis of 

when these zero-crossing measurements should be taken is explored, and how the standard 

deviation of phase measurements degrades in time using time to digital conversion, while using a 

crystal oscillator in a phase locked loop with the TDC clock improves this standard deviation of 

phase. The various geometries for sensor tube designs are shown, and collected data on the range 

and resolution of flow for each geometry is demonstrated. Maximizing sampling frequency i.e. 

pulse repetition rate, is explored by pushing the ultrasonic pulses as close together as possible. 

Anti-phase pulses are added in an attempt to quash the undesirable ringdown effects of the pulses, 

with some effect on amplitude, the duration of measurable ringdown doesnôt change. The 

elimination of channel noise by taking bidirectional measurements are shown. The zero-flow state 

shows large deviations in speed of sound when single sided measurements are taken, while the 

difference in phases shows virtually no channel noise. Finally, data from a single channel of the 

folded cascode amplifier using various phases and frequencies as input shows the intermediate 
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step of demodulation and flicker noise suppression before aggressive filtering by the floating 

ground capacitors. Additional results of a low pass filter frequency response, and overall topology 

for the integration into a respiratory monitoring setup is presented. The appendix contains images 

of the PCB circuit and layout design, as well as additional images of the fabricated chip, layouts, 

circuits, and firmware. 

 

I. Thesis Objectives 

 

The primary objective of this thesis is to reduce the size, cost, and power requirements of 

respiratory monitoring systems to improve the portability and integrability into existing non-

invasive ventilators. This generates a pathway for low power, large scale, continuous monitoring 

of respiratory mechanics. The first avenue to accomplish this goal is to utilize synchronous 

generation and demodulation of FOT in a low-power analog CMOS process to capture impedance 

data of the airways and surrounding tissue, making what is effectively a highly sensitive benchtop 

device (Lock-In Amplifier), capable of integration into non-invasive ventilators, while maintaining 

SNR capabilities, and decreasing power requirements in processing. The other goal is a flow 

measurement system that simultaneously drives down the cost of production for sensing flow, 

eliminates resistance in the pathway of breathing, and maintains a competitive sampling rate, 

resolution and linearity for measuring respiratory signals. This goal would lower the cost of 

production for respiratory monitoring systems and improve the patient pressure delivery by 

eliminating series resistance. 

 

II. Original Contributions 

 

1. I applied the synchronous demodulation signal processing technique of lock in amplifiers 

to respiratory oscillometry, to improve signal recovery of FOT, lower the power 

requirements for FOT signal processing and generation, and created an avenue for large 

scale continuous respiratory health monitoring. 

2. I designed, fabricated, tested, and validated a novel LIA structure in CMOS 0.18um, 

purposed for respiratory mechanics monitoring. This unique structure contains:  
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- A passive mixer front end for a wide linear input range, virtually zero-power operation 

and lack of flicker noise contribution. 

- Modified non-monotonic gain feedback structure. 

- Low power and Chopper stabilized folded cascode amplifier for reasonable gain and 

low-frequency noise suppression of the gain stage. 

- Sub-Hz low pass filtering for high effective bandpass quality factor 

3. I adapted from literature, an AC grounded capacitor multiplier structure for significant 

gains in capacitive multiplication and a massive reduction in power consumption. 

4. I showed how the optimum value of area consumption for any filter designed with R and 

C is spatially optimized when the area of the capacitors and resistors are matched. 

5. Using the adapted AC grounded capacitor multiplier, I designed a novel 2nd order, sub-1Hz 

low pass filter, with a wide linear input range compared to pseudo-resistor based filters, 

that consumes substantially lower area than its fully passive counterpart. 

6. I designed, built, and validated a novel ultrasonic-based respiratory flow sensor prototype 

that is insensitive to temperature fluctuations associated with breathing, and competes with 

other respiratory flow meters in linearity, resolution, and sampling rate while not adding 

any series resistance to the fluid flow path. 

7. I demonstrated through simulation and mathematical modelling how zero crossing 

detection is superior to envelope detection in terms of reduction in phase noise when 

determining time of flight of ultrasonic waves. 

8. I demonstrated the standard deviation, i.e uncertainty, of time-of-flight measurements 

increases with time and is proportional to the frequency stability of the time to digital 

converter clock. 
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Chapter 2 : LITERATURE REVIEW 
 

I. Sleep Apnea 

 

Sleep Apnea is characterized by the intermittent lack of breathing during sleep and can fall into 

two main categories: obstructive, and central. Obstructive Sleep Apnea is where the patientôs soft 

tissue surrounding their airway collapses, preventing the patient from breathing. As their blood 

CO2 levels rise and O2 falls, they enter lighter forms of sleep, sometimes waking entirely before 

their muscle tone returns and the soft tissue moves sufficiently to facilitate breathing again [4]. 

Central Sleep Apnea is where the autonomic nervous system responsible for maintaining breathing 

during sleep stops functioning. This causes the person to halt their breathing without having an 

obstructive event, suffering from the same drawbacks of low blood oxygen and high blood CO2. 

A third category called Hypopnea, is a condition of low flow and can be either central or 

obstructive. As a precursor to an obstructive apnea, obstructive hypopneas happen as the airways 

relax, the soft tissue can oscillate as it struggles to stay open. Obstructive hypopneas can often be 

observed as audible snoring. These apneic events can occur hundreds of times in a night in those 

without treatment and dramatically affect their ability to feel rested after a nightôs sleep, and 

chronic effects are fatal. The treatment for obstructive apneas is different from that of central 

apneas. The most basic treatment for the obstructive type involves increasing and maintaining a 

positive airway pressure by using a CPAP machine, reducing the chances of soft tissue collapse. 

Central apneas are correlated with progressive heart disease, high BMI (body mass index), stroke, 

prescription medications and the frequency of obstructive apneas. While CPAP therapy can help 

reduce the frequency of central apneas, more elaborate treatments and diagnostics are needed to 

track their frequency and separate them from their obstructive counterpart. Treatment of central 

apneas with increased pressure can increase the occurrence of central apneas, leading to worse 

outcomes. This makes distinguishing between events critical and proper treatment of obstructive 

apneas reduces the occurrence of central apneas [5]. 
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II. Respiratory Impedance & FOT 

 

A popular method for distinguishing if a patient's airway is collapsed, is by their airway impedance 

signature. Airway Impedance, or respiratory impedance, is a complex quantity, comprised of real 

mechanical resistance ( RZ ), and the frequency dependent reactive component, Reactance ( XZ ). 

Reactance is comprised as the sum of inertance of the medium, depicted as ( I ) and analogous to 

inductance, with the compliance depicted as ( C ), analogous to electrical capacitance [6], Eqnôs 

[1 & 2] 

ὤ  Ὑὤ Ὦ ὢ ὤ   1 

 ὢ ὤ   ὢ Ὅ   ὢ ὅ                  ὢὍ ὮὍ                    ὢ ‫ ὅ   ρ Ὦ‫ὅ 2 

Respiratory disorders like sleep apnea can significantly change impedance parameters when the 

airways are obstructed, at low frequency, resistance increases as reactance falls. Whereas in central 

apneas, no significant change is observed. It has also been shown that resistance of the airways 

increases over time in patients with COPD and asthma [7], and more recently has been shown to 

be an effective tool in monitoring changes in lung health among COVID-19 patients [8]. Therefore, 

tracking a personôs respiratory resistance could lead to the early detection of a progressive disease. 

Measuring respiratory impedance can be done non-invasively by Forced Oscillation Technique 

(FOT) [9]ï[12]. This method involves inducing oscillations in a personôs lungs and airway tissue 

by using a speaker, by modulating the fan of a CPAP (Continuous Positive Airway Pressure) or 

piezo elements [13]. These oscillations in pressure induce a flow response within the lungs, 

airways, and tubing, which contains a particular phase and magnitude shift from the pressure wave 

that generated it. Referencing phasor mathematics, we can show that the ratio of Pressure and Flow 

phasors resulting from the FOT can deliver a measurement of mechanical impedance. Where P 

represents pressure, F represents flow, R is the real component and X the imaginary, Z gives us the 

impedance phasor which can be broken back into its R and X components by ὃẗὧέί— and ὃẗ

ίὭὲ— respectively. 

ὖ  Ὑὖ Ὦ ὢ ὖ             Ὂ  ὙὊ Ὦ ὢ Ὂ          ὃ

   Ὑς  ὢ ς         —   ὸὥὲ ρ ὢȾὙ  

3 

 ὖ  ὃὖ  ᷁—ὖ        Ὂ  ὃὊ  ᷁—Ὂ          ὤ   ὃὖ  ὃὊ ᷁ —ὖ  —Ὂ   4 
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 Ὑ ὤ ὃϽ ίὭὲ —         ὢ ὤ ὃϽ ὧέί —   5 

 

This measurement of impedance depends heavily on the ability to accurately measure pressure and 

flow signals, compute their FFT and phasor division. This also requires selection of a high enough 

amplitude FOT to distinguish from breathing noise. Figure 1 shows the spectral nature of breathing 

data. The current methods for measuring respiratory impedance can be improved by computing 

sine correlation in analog as opposed to digital and by maintaining an FOT frequency outside the 

heavy noise band caused by breathing. Studies done by our lab have indicated that high frequency 

low amplitude (HFLA) FOT is a viable tool in distinguishing between central and obstructive 

apneas, though at some frequencies, the noise can really obscure the measurement [14]. 

 

 

 

Figure 1: 17Hz FOT with Superimposed Breathing Noise 

 

III. Predictive & Preventative Therapy 
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To further highlight the importance of continuous impedance monitoring, work has been done at 

NovaResp to use artificially intelligent networks to forecast when an apneic event is coming [15]. 

However, these algorithms rely heavily on accurate tagging of events for algorithm training. Events 

are currently tagged using high amplitude FOT only after an event has been longer than 10 seconds, 

as the algorithms used for triggering FOT and the FOT itself requires time to initiate and compute 

on CPAP devices. Apneic events are defined by this 10 second threshold, but this excludes 9 second 

events, considering them as non-apneas. A continuous measurement and analysis of events would 

show the behaviour and level of obstruction through an entire apneic event, potentially leading to 

a distribution of events as opposed to a binary classification. This continuous monitoring would 

allow for better tagging and thus training of these neural networks for improved prediction and 

forecasting of events.  

 

IV. Impedance Measurement System 

 

Currently, the systems used to generate, capture, and process the pressure and flow signals to 

extract respiratory impedance contain four major components: [Figure 2] 

¶ Waveform Generation (Speaker/Fan/Frequency) 

¶ Sensors (Pressure & Flow) 

¶ Data acquisition and processing 

¶ Mechanical coupling to the airways 
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Figure 2:  Major Components of FOT Impedance Measurement 

 

A. Sensors 

 

One of the most commonly used sensors, due to its relatively low cost and simple design is the 

Fleisch pneumotachograph (shown in Figure 3 (left)). It measures flow by incorporating a resistive 

element between two ports of a differential pressure sensor. The drop in pressure across the 

resistive element due to a non-zero flow can be measured by digitizing the analog voltage produced 

from the differential Wheatstone bridge (Figure 3 (right)) sensor and calibrated based on the 

resistivity of the separating element. The pressure waves are also measured by a similar style 

sensor, but with a lower sensitivity and range, and being referenced to atmosphere. 

 



10 

 

 

Figure 3: Mesh Pneumotach (Left) Wheatstone Bridge Sensor (Right) 

 

These types of flow sensors are often large and can be very expensive. In addition, they also pose 

the issue of being resistive in the path of breathing. Other sensor options are highly resistive, uni-

directional (only measure flow in one direction), have moving parts, or have specific requirements 

for operation. The following list of sensors have been determined with their unique attributes and 

functional requirements [16]. 

Air Vane Meter:  

- Spring loaded potentiometer in direct contact with fluid.  

- Voltage drop is proportional to flow rate. Highly resistive, bulky. 

Hot wire: 

- Heated wire with temperature sensor.  

- Temperature drops proportional to mass flow.  

- Cold-wire system implements a second wire to give reference to ambient temperature 

- Low resistance, Unidirectional 

Vortex sensor (Von Karman vortex):  

- Laminar flow  
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- A disruptor causes a vortex whose frequency is proportional to fluid velocity 

- Requires laminar flow 

- Highly complex, resistive, bulky. 

Ultrasonic Flow sensor:   

- Calculates the flow rate based on the difference in time of flight of the sound waves.  

- Compact, low resistance,  

- Bi-directional (if implemented properly), low complexity. 

Membrane sensor: [17] 

- MEMS Electronic membrane in air stream.  

- Temperature sensor on up and downstream sides, a heater in placed inside the sensor and the 

temperature difference is proportional to mass flow  

- Highly non-linear, low resistance, high complexity 

Pneumotachograph: [18] 

- Pressure difference across resistive element is proportional to flow rate.  

- Highly linear 

- Resistive, bulky 

 

B. Mechanical Coupling & Waveform Generation 

 

Concerning waveform generation, FOT has been achieved in creative ways, although two main 

methods seen in commercial applications, are by speaker and fan modulation. Some CPAP 

machine manufacturers have adopted the latter, where during continuous positive airway pressure 

therapy, the fan used to generate the positive pressure is also modulated by a relatively high 

amplitude 4Hz sine wave. The pressure and flow are digitized, and the magnitude of impedance is 

used to determine if the airway is obstructed. This process can take some time however, current 
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methods present on a commercially available CPAP from ResMed cannot distinguish between 

central and obstructive events until 10 seconds after an event has occurred, and the amplitudes of 

the FOT are quite high, raising the risk of arousing the patient if done continuously rather than 

intermittently. Speakers have been used in handheld commercial devices to measure airway 

impedance, although they are large to accommodate low frequency, high amplitude sine wave 

generation. Increasing frequency of the FOT would increase efficiency of electrical to mechanical 

power transfer in the generation of infra-sound waves within the speaker. Increased frequency also 

reduces the in-band noise profile due to separation of FOT from breathing spectra. These combined 

effects would relax requirements on the size and power of the signal source. However, raising the 

frequency of FOT poses an issue with sound wave propagation in the CPAP system, where higher 

frequencies may be affected by resonance. 

The mechanical coupling for the system involves tubing, approximately 2 meters in length with a 

CPAP machine on one end and a mask and patient on the other. The CPAP system emulates a long 

tube, closed at the end of a variable geometry. The CPAP machine exerts pressure using a fan and 

has a fairly high resistance, emulating the closed end of a tube as a boundary condition, i.e. 

displacement is assumed to be effectively zero across the boundary. The two ideal scenarios during 

spontaneous breathing are when the connected geometry length is reduced to zero, and the other 

when length is infinitely elongated. The first harmonic of the system when length is reduced to 

zero, exists at one half wavelength. This requires that frequencies close to  Ὓςʇ ψφὌᾀ, where the 

speed of sound, Ὓ στσάȾί and wavelength ‗ ςά, should be taken into careful consideration 

when trying to make measurements of impedance, as small changes in connected load impedance 

(airway) will cause large variations in flow amplitude and phase. This affect could lead to a more 

sensitive decoupling of central and obstructive apneas, though absolute measurements of 

impedance for detecting respiratory disease may be less accurate based on differing geometry and 

resonance. 
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C. Data Capture & Processing 

 

Once the signal has been generated, injected, sensed, and digitized, the bit stream is passed through 

an STFT (Short Time Fourier Transform) frequency correlation function using a sliding window, 

and the magnitude and phase of the spectrum is maintained. The spectrum is then digitally band-

pass filtered to remove unwanted noise, and a local maximum is obtained. The magnitude and 

phase of this maxima is then used in the phasor division shown earlier. 4). Others have opted for a 

less computationally intense method, such as the Hilbert transform to only correlate with the 

frequency of interest [14]. 

However, digitization and computation of signals inherently has its own set of problems with 

quantization and round-off errors, leaving some of the signal integrity behind, especially when 

dealing with very low amplitude signals. On the generation side, the frequency being generated 

has to fit precisely in one of the bins of the STFT, otherwise the correlation function will not be as 

sensitive. One can get close by following the relationship below, but this still leaves room for error, 

as the demodulation and generating waveform are not from the same source. This relationship, 

which accommodates multiple FOT frequencies being measured at once, is shown here: 

Given that    Ὢί  ρὝ Ͻ ὡ ί  where Ὕ is real and positive and  ὡ ί is a positive integer. 

 Ὂὶ   Ὢί  ὡ ί  ρὝ             Ὂὦ  ὲὝ        ὲ πȟρȟȣȟ ὡ ί
ρ 

 6 

Generally,     ὊὭ  ɴ Ὂὦ    when  ὬὧὪ   ὊὭ  ὯὝ     Ὧᶰᴓ  7 

Thus one must choose  ὊὭ  or  Ὢί or  ὡ ί so that the relationship ὬὧὪ   ὊὭ Ὧ  Ὢί  ὡ ί   holds. 

Where Ὕ is the time period being measured in seconds,  Ὂὶ is the resolution of the STFT window, 

 Ὢί  is the sampling frequency,  ὡ ί is the window size in samples,   ὊὭ  is the set of frequencies to 

be measured,   Ὂὦ  is the set of bins contained within the STFT window, ὲ is the bin number, Ὧ is 

an integer scaling factor, and ὬὧὪ  gives the highest common factor of the set. 

Although the data capture and processing circuitry consume slightly less power than its waveform 

generating counterpart, the SNR limitation is further compounded by the inability to separate the 
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FOT signal from in-band noise at low power. Improving the systemôs ability to differentiate 

between signal and noise, would relax requirements on waveform generation. 

 

V. The Lock-In Technique 

 

The power of the Lock-In technique comes from its homodyne mixing. By stimulating a system 

Ὤὸ with a sinusoidal tone ὼὸ , and mixing the systems response ώὸ with a 0-degree copy of 

the tone ίὭὲ‫ὸ and a 90-degree version of that tone ίὭὲ‫ὸ  “ς  , one can effectively measure 

with a high degree of accuracy how that system responds to that stimulus at .‫  

ὋὭὺὩὲȡ     ὼρ  ὸ ίὭὲ ‫ὸȟ ὼς  ὸ ίὭὲ ‫ὸ  “ς  ὥὲὨ   ὼρ  ὸ Ὤz ὸ

ώ ὸ 

 8 

ώ ὸẗ ὼρ  ὸ

  ὍὈὅ  ρςὧέί ς‫ὸ     ὥὲὨ    ώ ὸẗ ὼς  ὸ  ὗ Ὀὅ  ρςὧέίς‫ὸ  “ς  

 9  

                                         

 

Figure 4: In-Phase & Quadrature Mixing 

 

This self-mixing technique shown in Figure 4, generates a DC component   ὍὈὅ ὥὲὨ  ὗ Ὀὅ  and a 

double frequency component, whose amplitudes are both correlated to how in phase ώὸ was 

with  ὼρ  ὸ and  ὼς  ὸ at the frequency By low pass filtering each mixed output very close to . ‫ 

DC, the double frequency components and neighboring noise can be eliminated, leaving a DC 

correlation factor behind. These two DC values represent the magnitude of the real and 
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imaginary parts of the signal being measured, when compared to the reference. The closer the 

low pass corner frequency is to DC the more the system can reject noise, though at the expense 

of settling time. With a sufficiently low cutoff frequency, signals buried in noise thousands to 

millions of times greater than itself can be measured.  

This lock in amplifier would improve the current FOT measurement system by reducing power 

consumption and complexity. A typical Lock-In topology is shown in Figure 5. This topology 

shows how the input signal is amplified before being band-pass filtered to remove excess noise. 

The signals are then mixed by an in-phase and quadrature signal and filtered to extract their DC 

correlation factors. 

 

Figure 5: Typical Lock-In Topology [19] © [2017] ϥEEE 

 

These DC correlation factors can be used to precisely extract the phase and amplitude of the 

pressure and flow signals. By knowing the Ὅ and ὗ values, the Cartesian representations for 

Pressure and Flow from Eqn. 3) i.e. Ὑ and ὢ can be treated as  ὍὈὅ and  ὗ Ὀὅ respectively. 

Simultaneously, the sum of squares and inverse tangent transformation can be used to extract the 

polar values ὃ᷁ — and ultimately the system impedance (Eqn's  4 & 5) 

 

 



16 

 

VI Conclusion 
 

In conclusion, there exists a gap in the literature for miniaturization and reduction of power and 

cost for respiratory monitoring systems like non-invasive ventilators. In particular the synchronous 

demodulation of FOT waves for improving the signal lock over long time periods during sleep, 

and reducing the cost, size and power of computing respiratory impedance. There is also exists a 

gap for a resistance-less respiratory flow meter that can achieve positive and negative flow rates, 

in a highly linear fashion, that also withstands the channel variations during breathing. In this thesis 

I explore a flow meter that can provide similar benefits as the most widely used flow metering 

devices, but without resistance in the path of breathing, and a lock-in amplifier that effectively 

maintains a synchronous lock on FOT signals that consumes far less power than its MCU and 

STFT counterpart in a highly compact CMOS process.  
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Abstract 
 

Measuring fluid flow velocity using ultrasonic based sensors has been established for some time, 

however implementation of this technology in respiratory systems is relatively recent. This paper 

presents the design of a respiratory flow sensor made possible the by air-coupling ultrasound 

principle. A prototype has been developed as a proof-of-concept. To enhance the signal to noise 

ratio (SNR), the modulated ultrasound arrival time is translated to a digital word using Time-to-

Digital Conversion (TDC). Hence, the respiration is digitally captured in real-time to offer a 

synchronous respiratory monitoring. The near-zero deviation is further alleviated by Least Mean 

Square (LMS) technique accomplished off-line. Down to 0.03 L/s of resolution and over 95% of 



18 

 

linearity is achieved. The bidirectional transmit/receive echo signals have been leveraged to 

provide a system level cancelation of the environmental conditions affecting measurement 

accuracy. The developed sensor was used on adult volunteers and tested experimentally using an 

ASL5000 servo lung simulator. The results validate the system functionality in the presence of 

real-world conditions. 

 

I. Introduction 

 

Cost-effective and accurate measurement of breathing signals are the foundation of monitoring 

and control systems on mechanical ventilators [21]. The importance of ventilatory sensors has 

been echoed since the COVID-19 outbreak [22], [23], as ventilatory treatment based on lung 

protective ventilation strategies are completely dependent on accurate and real time sensors. 

Whether the ventilation is conducted invasively through intubation in the intensive care unit (ICU), 

noninvasively using face masks in post-anesthesia care units (PACU), or on positive airway 

pressure (PAP) machines, measurement of airflow and air volume helps to provide lung protective 

ventilation [23] by avoiding ventilator induced lung injury (VILI) caused by overdistention of the 

aerated lung (volutrauma), or repeated collapse and reopening (atelectotrauma) [21], [24]. When 

considering a ventilation system, minimizing the mechanical load against breathing is essential. 

 

Most airflow sensors use a Fleisch style pneumotachograph, where the differential pressure across 

a known resistance is utilized to calculate airflow [21]. This introduces an unwanted resistance in 

the path of breathing. Figure 6(a) shows a simplified block diagram of sensing flow and applying 

postprocessing for diagnostics and treatment. The bottleneck in these types of systems is tracking 

breathing flow with good resolution. Typically, the pneumotach incorporates a differential 

pressure sensor as shown in Figure 6(b). Flow is calculated using this simple relation: 

 

ὗ  ЎὖὙ  10 

where Q is the flow rate in L/s, P is the pressure in cmH2O, and R is the pneumotach resistance 

in cmH2O/L/s, which is a sheet of narrow-mesh screen placed perpendicular to the direction of 
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flow [25]. In addition to the resistance fluctuation, the accuracy of a pneumotach also depends on 

the precision of the transducer that measures its differential pressure. 

 

Figure 6:(a) Intuitive representation of the ongoing respiratory sensing. for respiratory tracking (postprocessing 

engine for different applications). (b) Pneumotachograph instrument is used to indirectly derive the rate of 

respiratory flow by measuring the pressure differential (ȹP) across a barrier of known mesh resistance using 

pressure sensor(c) ultrasonic air-coupling TOF (time-of-flight) configuration. 

 

Motivated by the requirements, the principle of an ultrasonic flowmeter has been leveraged to 

develop a non-contact, medium independent, high resolution, real-time respiratory tracking sensor 

augmented by the direct digitization of the phase difference between ultrasonic waves. In this case, 

the transit time between the two acoustic transducers is modulated by the flow rate inside the tube 

(Figure 6(c)). This article is organized as follows. Section II provides a background and problem 

statement. Section III describes the design of the overall system architecture and elaborates on the 
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PSoC (Programmable System on Chip) prototype implementation. Section IV shows different 

experiments and in-situ measurements. Concluding remarks are presented in Section V. 

 

II. Background Overview and Problem Statement  

 

A. Overview  

 

Disorders affecting the respiratory system can result in an intermittent and abrupt reduction in 

blood oxygen levels and can have long-term serious health consequences. Patients are often 

diagnosed using high-cost equipment in a specialized clinical laboratory. Such solutions are in 

general bulky and not affordable leaving the majority of respiratory conditions undiagnosed and 

untreated. Diagnostic and monitoring approaches, for example forced oscillation technique (FOT), 

allow for the study of the mechanical properties of the respiratory system via the systems measured 

response to small time-varying forces [25]. FOT methodology utilizes pressure signals (force) to 

evoke a flow (displacement) response. The relationship between pressure and resulting flow are 

then analyzed, yielding respiratory impedance which consists of respiratory resistance and 

reactance. While the advantage of FOT is the noninvasive methodology, the probing oscillations 

often have to be generated at larger amplitudes to have a better signal-to-noise-ratio (SNR), which 

can cause discomfort in some patients. Having an acceptable SNR is an essential trade-off in the 

application of FOT, especially if performed during sleep on positive airway pressure (PAP) 

machines [26], [27]. This trade-off echoes the need for high accuracy airflow sensors. Recently, 

respiratory sensing approaches based on micro-electro-mechanical systems (MEMS) [28]ï[32], 

Piezoresistive materials [33], phase tracking doppler detection technique [34], and in time delay 

ultrasound [35], [36], have been reported. The latter approaches are promising as the technology 

of semiconductor foundries are scaling down. Time delay ultrasound, known as time of flight 

(TOF) can be estimated using different parameters such as amplitude, phase, or frequency (i.e., 

doppler effect) [37]ï[40]. Depending on the application, some parameters are preferred over 

others. By inspection in the literature, the ultrasonic flowmeter has shown efficiency in a wide 

range of applications such as vibration measurement, oil flow estimation, distance measurement, 

positioning sensors for robotics etc. [41]ï[51]. Also, it shows excellent accuracy as a temperature 

sensor [52]. In [53], [54], two approaches of analog and mixed-signal systems have been reported 

with respiratory monitoring as one of their applications. 
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B. Problem Formulation: (Goal: Miniaturized Sensor)  

 

The global covid-19 pandemic echoes the necessity of portable and accurate respiratory sensing 

and support for monitoring and treatment of diseases such as acute respiratory distress syndrome 

(ARDS). To comply with these requirements, the design of such portable sensors would need to 

be in sync with the technology roadmap. This prototype focuses on the design of an interface which 

translates the raw information (flow) from the sensorôs vital signs into a digital stream via an 

optimal signal quantization in the time-domain using TDC (Time to Digital Conversion). This 

offers a portable and cost-effective respiration screening solution. By method of direct digitization, 

we eliminate the phase gradient block, and the discrete ADC. Our long-term aim is essentially to 

develop a fully integrated, low-cost respiratory monitoring sensor that is portable and can be used 

as a screening tool to improve diagnosis and monitoring of a variety of respiratory conditions. 

 

III. Design Evolution  

 

This section explains the conceptual evolution of the ultrasonic flow sensor architecture steps.  

 

A. Concept: Time of Flight (TOF)  

 

The ultrasonic sensors generate and receive amplitude modulated (AM) acoustic sine waves by 

bandpass filtering an input electrical square wave around its fundamental mechanical resonance 

frequency. Then, generating an AM electrical sine wave across the opposite transducer via the air 

pressure disturbances created by the first transducer. In general, the ultrasonic flow meters work 

based on two different principles: 

 

1) Doppler effect ultrasonic flow meter: where the frequency shift is measured  

2) Time of flight ultrasonic flow meter: where the time delay of the acoustic echo is used as the 

variable to translate the flow rate.  
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Figure 7: (a) Equivalent cylindrical tube geometries (b) 3D plot of maximum phase achieved as a function of 

frequency, Tx-Rx distance, and angle. 

 

The realization of the proposed sensing platform can be broken down as follows: 

Consider the sensor tube shown in Figure 7(a) where TX and RX denotes to the transmitter and 

receiver of the air-coupled ultrasound transceiver, respectively. According to the fundamental 

physics, the time needed, t, by a wave with a speed s to travel a distance d as follows: 

 

ὸὭὲ ίὩὧ  ὨὭὲ ά ίὭὲ άȾί    11 

 

By applying cylindrical tube geometries shown in Figure 7(a), if t refers to the time delay between 

 ɲ Ὥὲ and  ɲ έόὸ and T is the time interval of the ultrasound excitation signal (T = 1/f), then the phase 

difference,  Ўɲ ᶮ έόὸ  ɲ Ὥὲ, can be mathematically given as: 

 

Ў  ς“z  ρὝ ὸz  ς“Ὕ      ὒς  ὺίέόὲὨ ὺὴ ὸ     12 

 

where  ὒς is the distance between the transmitter and receiver,  ὺίέόὲὨ is the velocity of sound and 

roughly equal to 343 m/s,  ὺὴ is the velocity component of respiration. The speed of  ὺὴ is 

proportional to inspiration and expiration (πȢρO ρπm/s for tidal breathing). Hence, the 

derivative of the phase difference, ‬ , can be related to change in the respiration velocity (the 

argument),  ‬ὺὴ, as follows: 
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  ‬   ὺίέόὲὨḻ  ὺὴ

   ς“ ὒς Ὕ ὺίέόὲὨς  ὑ ὴ ‬ὺz ὧέί—  
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where — is the angle between the two cylindrical tubes (i.e., the relative angle between the 

transmitted ultrasonic beam and the respiratory flow where  ὺὴ ὺ ÃÏÓ— is the applied respiration 

velocity at point A in Figure 7(a). We can model  ὑ ὴ as the gain of the ultrasonic medium in 

radian/m/s. Unlike [27], there is no phase gradient block. The phase difference Ўɲ is directly 

translated through clocked counter with N states to formalize a multibit TDC configuration with a 

resolution of  ςὔ  (details in Section III.D). The Ўɲ is related to the time of flight (TOF) by 

expression (12). In other words, t is nothing but the TOF. TOF will be used as the terminology in 

the rest of this article. Prior validation for an ultrasound-based system for respiratory applications 

has been done before [35], [36], [55]ï[59]. However, these implementations either suffer from 

temperature dependency, resolution limitation, or the lack of compact implementation. 

 

B. Optimal Design Parameters  

 

There are mainly three parameters needed to be designed for an optimal operation: 1) frequency 

of the excitation signal (F); 2) distance between Tx and Rx and 3) the angle —. Based on (13), it is 

obvious that the phase shift sensitivity is directly proportional to the distance of separation  ὒς, and 

the ultrasound excitation wave frequency, while it is inversely proportional to the angle — for a 

given  ὺὴ as depicted in Figure 7(b). The air-coupled transducers operating at 40 k Hz have been 

chosen because they are cost effective and widely available transducers, as well as being low 

enough frequency to not cause wraparound measurements of phase. The tubeôs design parameters 

are presented in Table 1. With these specifications, the equation (13) also shows that the phase 

shift (Ўɲ) of the ultrasound wave is directly proportional to the component of 

inspiration/expiration velocity along the sound travel path,  ‬ὺὴ. 

 

TABLE 1 
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Table 1: Geometric Parameters for Ultrasonic Sensor 

 

C. Elimination of Temperature Effect: Bidirectional  

 

The measured phase changes are being modulated by both the fluid velocity within the device, and 

the speed of sound propagation within the fluid (air). Any changes to the speed of sound will cause 

an error in measurement, as the waves will take differing amounts of time to arrive at the receiver. 

Several parameters, like humidity and pressure will affect the speed of sound. Of those, 

temperature modulates the speed of sound the most dramatically [55]ï[57], [59]. It is well 

established that the source of this effect comes from this relationship: 

 

 ὺίέόὲὨσσρπȢφz ὝὩάὴ 14 

 

where Temp is the air temperature in ÜC. The speed of sound is roughly 346 m/s in room 

temperature air. This is faster than at freezing temperature speeds of less than 331 m/s. Based on 

the cylindrical tube geometry in Table 1, the deviation of TOF (or digital word) due to fluctuation 

of temperature is shown in the contour Figure 8. It is obvious that the 20 ÜC change in temperature 

(15ͯ45 ÜC) causes around 5 LSB (least significant bit) deviation from the nominal value during 

the inhalation and exhalation. The deviation increases proportionally to the range of the 

temperature fluctuation, resulting in deflection in the recorded data under different ambient 
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conditions.

 

Figure 8: Temperature effect on TOF measurement accuracy for unidirectional. 

 

To eliminate/alleviate this issue, we adapt the tube design (Figure 7(a)) as the simplified diagram 

shown in Figure 9(a). The tube has been prototyped in the lab facility at NovaResp Technologies 

Inc (Halifax, Canada). using a 3D printer as illustrated in Figure 9(b). 

 

 

Figure 9: (a) Simplified illustration of bidirectional  ὺὩὧὸέὶί Transmit/Receive TOF calculation (b) 3D design tube 
made in-house at NovaResp Technologies Inc (Halifax, Canada). for prototype testbench 

 

The two piezo-crystals are mounted to function both as transmitter and receiver. In this 

configuration, the ultrasonic flow measurement is done by measuring the phase difference in both 

directions sequentially and taking their difference. To avoid interference and ringdown effects 
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from transmission, the time between sequential transmissions is roughly 1ms. Thus, the travelling 

time of the acoustic beams  ὝὕὊρ and  ὝὕὊς are as expressed in (15) and (16), respectively: 

 

 ὝὕὊρ    ὒς  ὺίέόὲὨ ὺὴ  ὧέί—  15 

 

 ὝὕὊς    ὒς  ὺίέόὲὨ ὺὴ  ὧέί—  16 

 

 ὺὴ   ὒς ς ὧέί—    ὝὕὊς  ὝὕὊρ  ὝὕὊρ  ὝὕὊς    17 

 

 ὺίέόὲὨ  ὒς ς    ὝὕὊρ  ὝὕὊς  ὝὕὊρ  ὝὕὊς  18 

 

By taking the two  ὝὕὊρȟς measurements, one with and one against the drift velocity, the ratio of 

their product and sum can be used to isolate the drift velocity (17), and the speed of sound (18). 

The flow rate, Q, inside the cylindrical tube can be estimated according to its geometry. In this 

case, the Q can be derived as: 

ὗ  ὃ  ὺὴ ϽὨὃ  ὺὴ“  ὶρ ς  19 

 

where A is the area of cross-sectional sensor tube and  ὶρ is the radius of the sensor tube (designed 

in Figure 6(a)). In summary, the ultrasonic flow meter offers the following traits:  

Å Obstruction-less flow 

Å Unaffected by changes in temperature, density or viscosity due to its bidirectional configuration 

Å Low flow cut-off (i.e., better resolution) 

Å Accuracy reaches  ͯ99% 

 

 

D. Model Validation  

 

The simplified high-level diagram of the system is represented in Figure 10. Before going into 

detail, the sensor behavioral model was simulated using MATLAB Simulink. Unless otherwise 

indicated, system parameters are: N = 64 levels (8-bit TDC), excitation frequency F = 40 kHz. The 

input/output transfer characteristic is carried out as illustrated in Figure 11. This shows how the 
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measured phase is modulated by breathing-scale changes in flow rates. Second, the transient 

testbench has been carried out based on data of a 12kg, 2-year-old child, with permission from 

[60]. The length of the data set is eight minutes; however, it was truncated to one minute for display 

purposes. The objective of using already measured data as a perturbation (instead of sinusoidal) is 

to demonstrate the design effectiveness in extracting the data accurately in the presence of 

quantization noise. The extracted/reconstructed normalized data from of the TDC is shown in 

Figure 12 with its spectra. It clearly shows the breathing rate (BR) component at around 0.3 Hz 

(BR = 18 per minute).  

 

 

Figure 10:. High level overview: realization of the proposed respiratory sensing platform incorporating TDC 

withing the PSoC. 
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Figure 11: Maximum phase that can be achieved with respect to angle ɗ (left) and phase against respiration velocity 

(right). The modulated phase is centered around zero. 

 

Figure 12: Reconstructed respiratory signals: (a) Input (black) signals and extracted respiratory signals (blue) (b) 

The corresponding frequency spectra of the extracted respiratory signals are dominated by respiration at 0.3 Hz, 

which is approximately the breath rate (BR). 
 

IV. Prototype Implementation  
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The ultrasonic flow sensor has been prototyped in-house as a proof-of-concept. The main 

components involved in this implementation are: 1) Two 40 kHz transducers, 2) a 3D printed 

housing, 3) a PSoC chip and peripherals, 4) breadboard and wires, 5) An ASL5000 lung simulator 

machine for generation of breathing patterns, 6) a pneumotachograph as a reference. And 7) 

External components, including: MOSFET drivers for the ultrasonic transducers, potentiometers, 

resistors and a quartz crystal for PLL. The 40 kHz transducer is the UR-1240K-TT-R from PUI 

Audio, Inc. and its specifications are shown in Table 2. 

 

TABLE 2 

Transducer Specifications 

 

Table 2: Ultrasonic Transducer Specifications 

 

The sensor incorporates the following main blocks: the sensor tube with two 40 kHz transducers, 

a Programmable System-on-Chip (PSoC) CY8C58LP from Cypress Semiconductor Corp., a 

breadboard, and a few discrete components. The PSoC contains 32-bit Arm Cortex-M processor. 

To better perceive the node-to-node operation, Figure 13 presents the electrical circuitry details, 

including PSoC parts while Figure 14 illustrates an intuitive timing diagram of the intermediate 

waveforms at each node. The first two 16-bit pulse width modulators (PWM) (Figure 13(a)) in 

PSoC are driven by an 80 MHz clock and stabilized using PLL from an external crystal of 18MHz. 

The 40 kHz and FPulse signals are generated   from the PWMs according to:  

 

 ὊὖόὰίὩ ὊὋὥὸὩ Ώ   ὊὴόὰίὩ Ώ  ὊὴόὰίὩ  20 

where,  



30 

 

 ὊτπὯὌᾀ    ὊὴόὰίὩ Ώ  ὊὴόὰίὩ   21 

 

While using one 40kHz square would also work, implementing two PWM signals and taking their 

product results in finer control over the input phase of the signal, which was optimal for testing 

linearity between the input and output phase changes. With simple logic,  ὝὙὢ ρὔ ,  ὝὙὢ ρὖ,  ὝὙὢ ςὔ , 

and  ὝὙὢ ςὖ are generated as depicted in Figure 13(a & b) to drive the off-chip MOSFETs  ὓ ρ-to-

 ὓ φ shown in Figure 13(c). The output of the drivers, i.e.,  ὝὙὢ ρ  and  ὝὙὢ ς signals, are then 

converted to acoustic beams through the two transducers. The ultrasonic waves produced by 

piezoelectric transducers can be modeled as [61]:  

 

ό ὸ ὃ ὸὲ  Ὡ ‌ὸ ίὭὲ‫ὸ •     22 

 

where n, ‌, is the ‫ ,and • are transducer dependent parameters: A is the wave amplitude ,‫ 

angular resonance frequency of the piezoelectric transducer (in this experiment  ς“z τπz ρπσ), 

and t is time. The parameters n and ‌ are the empirical constants that are determined by 

experiments. Since this work is not intended for modeling, their exact value of these parameters 

would not be necessary. 
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Figure 13: Circuitry details of the architecture: all circuits are implemented in PSoC platform except the once 

highlighted in red rectangle (a) Generate driving pulses (b) Intermediate waveforms used construct the transducer 

driving signals (c) Off chip MOSFET drivers (d) On chip acoustic-electric interface and TOF capture. 

 

This imposes no constraint on the practical implementation. The MD0100 switches are used as 

protection to prevent any high voltage to the Rx input amplifiers during the Tx mode. On the other 

side of the sensor operation, the echo acoustic beam is translated to electrical waveforms ( Ὑὼρ and 

 Ὑὼς) through the transducer as shown in Figure 13(d) and Figure 14. The electrical versions of 

acoustic beams are weak and have low amplitudes. Programmable gain amplifiers (PGA) are used 

to amplify  Ὑὼρ and  Ὑὼς signals according to (23), 

 

ὃ ρ   ὙὊ  Ὑὖ    23 

  

The PGA is configured to operate in noninverting mode. The gain is adjusted by changing the 

values of RF (feedback) and RP (potentiometer) as illustrated in Figure 13(d). The RF ranges 
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between 20 k to 980 k and the  Ὑὖ ranges between 20 k to 40 k. To achieve a gain of 34 dB, the 

ratio of resistors is set as  ὙὊ τω Ὑὖ. 

 
Figure 14:  Timing diagram intermediate waveforms of architecture presented in Fig. 8. 

The bandwidth for this gain case is 215 kHz which is sufficient for this application. Following the 

PGA, a hard decision zero crossing detector is implemented. The optimal reference of the 

comparator ( ὠὙὩὪ) is set through off-chip 10 k controllable potentiometer. The sampling window 

 ὤὡ Ὥὲ is adjusted to comply with the following condition in (24):  

 

 ὤὡ Ὥὲ  ρςὝ  24 

 

where T is the LSB of the TDC. By doing so, only one zero crossing is considered to generate the 

capture pulse. This prevents ambiguity in measurement, provided the maximum flow amplitude 

does not result in a phase change in excess of half the period of the ultrasonic wave. The iteration 

of each transmit/receive sample is indicated by a flow chart shown in Figure 15.  
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Figure 15:. Flow chart of flow tracking in one cycle 

 

On the other side, Envelope detection and thresholding makes measuring phase incredibly 

inaccurate, as this method depends heavily on consistent wave amplitude which varies greatly in 

time, and between transducers. Differences between transducers, bandwidth, damping coefficients 

and efficiency all affect the received wave amplitude, however the largest contributor to amplitude 

variation occurs while flowrates vary in time. The movement of the fluid carrying the wave alters 

the delivered wave energy and thus, received amplitude. To circumvent these issues, the envelope 

detector is removed, and the threshold is brought to the center of the waveform, where only the 

zero crossings are considered. Provided the wave amplitude between zero-crossings can exceed 
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the hysteresis upper boundary on the thresholding comparator (the tube is not obstructed, and wave 

energy is sufficient), any change in wave amplitude will not affect the transit-time measurement, 

vastly improving accuracy over the non-zero-crossing threshold method. 

 

V. Experimental Measurements  

 

A series of test benches were conducted to characterize the performance of the ultrasonic flow 

sensor prototype, both alone using an ASL5000 Servo Lung Simulator and under real-world use 

conditions with human beings. 

 

A. Experimental Testbenches  

 

The experimental test setup is shown in Figure 16. The HME (Heat and Moisture Exchanger) was 

utilized to decouple humidity from the bare transducers. The sensor works between Ñ5 Volts range. 

The PC is used to store data for postprocessing. The first testbench is to characterize the 

input/output transfer curve as shown in Figure 17. The pressure is swept from 4 to 20 cmH2O 

using a commercial AirSenseÊ10 (ResMed Corp, California, USA) CPAP machine. The sensor 

shows very good linearity compared to the reference pneumotach. Many experiments have been 

carried out and the device shows good stability under different conditions. Figure 18 shows three 

cases of real time signals including a case of adult respiratory distress syndrome (ARDS). The 

extracted signals are generated by the ASL5000 lung emulator machine and referenced to 

pneumotach. The reliability and repeatability of the prototype is examined under five input 

scenarios and the sensorôs filtered output (moving average filter) illustrated in Figure 19. The 

objective in Figure 19 is to examine the sensor functionality under several input signaling. The 

step response of the sensor is shown in Figure 19(a). The time response is in very agreement with 

the commercially available pneumotach. Figure 19(c&d) demonstrates how the tidal breathing and 

random AC signals can be tracked successfully by the ultrasonic sensor. 
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Figure 16:. Test setup diagram (b) Hardware main components. 
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Figure 17:. Experimental DC steps linearity test 
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Figure 18: Experimental results of respiratory signs extracted with the ultrasound and ASL5000 servo lung simulator (a) Adult: 

normal (b) Adult: sleep apnea (c) Adult: ARDS. 
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Figure 19: Measurements of the repeatability of the prototype (a) Flow step (b) Ramp flow (c) Breathing flow: 

random (d) AC test. 

 

 

B. Resolution  

 

The resolution of the proposed sensor can be estimated as follows: By inspection in (15)-(18), 

ȹTOF can be written as (16):  

 

ЎὝὕὊḙ  ς ὺὴὒς  ὺίέόὲὨς            25 

 

When there is no flow in the tube, then  ὝὕὊρ=  ὝὕὊς=  ὝὕὊπ. Hence,  

 



39 

 

 ὝὕὊπ ḙ  ὒς  ὺίέόὲὨ  26 

 

The ratio ȹTOF to the travelling time  ὝὕὊπ measured at no flow condition is given by:  

 

 ЎὝὕὊ ὝὕὊπ  ς ὺὴ  ὺίέόὲὨ  ςὗ ὃ  zὺίέόὲὨ        27 

 

Expression (27) is used to estimate the needed measurement resolution. For instance, the minimum 

flow rate calculated for a given respiratory flow velocity of 0.1 m/s, and tube radius of 10 mm is 

about  ὗ άὭὲ = 0.03L/s. Therefore, according to equation (25), this minimum flow rate of 0.03 L/s 

produces a ЎTOF value of about ЎTOF = 102 ns, provided that the zero-flow travelling time  ὝὕὊπ 

= 87.5 ɛs (for  ὒς = 30 mm using (26)). Therefore, to achieve an accuracy of 95%, the proposed 

ultrasonic flow sensor must be able to accurately measure a minimum ЎTOF value of at least 5.1 

ns which is comfortably met in this sensor. The sensor is demonstrated to be sensitive enough to 

detect respiratory scale flow rates, and the relationship between flow rate and sensed time of flight 

is relatively linear. By integrating the sensor with its sensing circuitry into a single package, the 

cost of the sensor could be greatly reduced. Table 3 summarizes the performance comparison with 

the state-of-art. Recently, an interesting review paper [62] shows the utility of optical fiber sensors 

in fluid flow measurement for industrial-based applications. It gives a good insight and comparison 

for the some of the references cited therein. Such techniques can be leveraged in future for different 

applications.  

 

C. Nonlinearity Off-Line Compensation  

 



40 

 

To mitigate the possible nonlinearity in flow rate, compensation with the Least Mean Square 

(LMS) algorithm is used, this calculates the coefficients of the power series as depicted in Figure 

20. Although, in theory, the ultrasonic transit time (i.e., TOF) is linearly proportional to the flow 

rate or the velocity of the tidal breathing, there is a nonlinearity that comes from the components 

in PSoC, signal conditioning circuitry, and interfaces between electrical and acoustic medium. 

Unlike the commercially available pneumotach devices, the proposed sensor nonlinearities can be 

compensated for only once. In this paper, a one-time calibration has been used using LMS and a 

calibrated pneumotach as a reference for a fair comparison. compact solution. The aim is to offer 

a portable and affordable power-efficient take-home device to track/predict sleep apnea with 

accuracy that meets global health authoritiesô standards.  

 
Table 3: Performance comparison   

TABLE 3 

PERFORMANCE COMPARISON 
 

Architecture 

Parameter 

Approach 
Digitized 

Variable 

NL1 

(%) 

Resolution 

(L/s) 

PIF2 

(L/s) 

PEF3 

(L/s) 

ȹ Temp 

Effect 

This Work Ultrasonic Acoustic Time < 5 0.03 0.3Ñ0.03 1.9 Calibrated 

[1] Peunmotach Voltage NR5 0.16 NR NR Uncalibrated 

[3] MEMS Capacitive N/A NR NR NR NR NR 

[4] MEMS Resistive N/A NR NR NR NR Calibrated 

[5] MEMS Resistive N/A NR NR NR NR Calibrated 

[6] MEMS Capacitive Time 1 NR NR NR NR 

[7] Piezoresistive N/A NR NR ~ 0.002 0.1 Calibrated 

[8] RADAR N/A 1.1 NR NR NR Uncalibrated 

[9] Ultrasonic Acoustic Voltage > 11.7* 0.19 1.27Ñ0.23 1.62Ñ0.32 Uncalibrated 

[10] ** Ultrasonic Acoustic Voltage 9 NR NR NR Uncalibrated 

[29] Ultrasonic Acoustic Voltage ~ 3 NR -1.6 2 Calibrated 

[32] Ultrasonic Acoustic Voltage 20 0.05 NR 1.4 Calibrated 

 
1NL (%): Nonlinearity 

2PIF (L/s): Peak Inspiratory Flow 
3PEF (L/s): Peak Expiratory Flow Rate 

4FFT: Fast Fourier Transform 
5NR: Not Reported. 

6Typical for FOT approach but not reported in this article. 

* Average 

** Doppler: frequency shift and using non-contact chest methodology instead of air-coupling flow. 
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Figure 20: Block diagram of off-line nonlinearity compensation (b) Experimental measurements transfer characteristics of 

nonlinearity compensation engine. 
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To calculate the inverse compensation coefficients, a commercialized pneumotach is used as a 

reference. After eliminating the error between the calibrated ultrasound sensor and the reference 

pneumotach, through the LMS algorithm, the non-linear distortion of the calibrated ultrasonic 

sensor can be cancelled. Assuming the output flow rate of ultrasound is:  

 

ώ ὲ Ὢ ὗ ὸ  Ὥ πὔ  ‌Ὥ ὗ Ὥ ὲ   28 

 

where ‌ (Ὥ>0) are the non-linear distortion coefficients. After power series compensation, the 

output is:  

 

ὤ ὲ  Ὥ  ὡ Ὥ ώὭ ὲ    29 

 

where  ὡ Ὥ are the inverse coefficients. For instant, the coefficients required to eliminate the second 

and third order distortion are shown in (30).  

 

 ὡ ρ  ρ  ‌ρ ȟ ὡ ς

  ‌ς  ‌ρσ ȟ ὡ σ  ς ‌ρσ  ‌ρ  ‌σ  ‌ρυ    

30 

 

In this setup i=9. As a gradient-descent algorithm, the procedure of calculating coefficients for 

power series can be described as follows: 

 ╨    ώ ὲ  ώρ  ὲ  ώς  ὲ ể  ώὭ ὲ Ὕ    31 

 

 

╦     ύ ρ ὲ  ύ ς ὲ  ύ σ ὲ  ύ τ ὲ ȣ  ύ Ὥ ὲ Ὕ   32 

 

ὤ ὲ  ╨ ╣╦  Ὥ  ύ Ὥ ώὭ ὲ    33 

 

Ὡ ὲ Ὠ ὲ ᾀ ὲ Ὠ ὲ  ╨ ╣╦  34 
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where ╨ is the input matrix, ╦ is the coefficients matrix and z(n), e(n) and d(n) are the output, 

error and reference signals respectively (Figure 20). The LMS algorithm runs until Ὁ Ὡς ὲ  

reaches its smallest value. According to gradient-descent method, the coefficient (weight) updating 

function is obtained as:  

 

 ὡ Ὥ ὲ ρ  ὡ Ὥ ὲ Аz Ὡ ὲ  zώὭ   35 

 

where ɛ is the updating step size.  

 

D. FOT Testbed  

 

To test the sensorôs capability under Forced Oscillation Technique (FOT) scenario, the experiment 

setup is developed as illustrated in Figure 21(a). The speaker is hence driven by an amplifier under 

different swing levels. The maximum driving voltage in this setup is 1000 mV where the sensor 

can easily pick up the acoustic beams generated after the speaker. As the FOT voltage goes down 

200 mV, the sensor ability to track the FOT waveform becomes more and more challenging and it 

needs sophisticated signal processing. The presented curves are postprocessed using moving-

average filter.  
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Figure 21: FOT measurement (a) Experiment setup when the speaker driving voltage is (b) 1000 mV (c) 500 mV (d) 250 mV. 
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VI. Conclusion  

 

In this paper, a respiratory flow sensor with resolution down to 0.03 L/s is presented. The sensor 

was designed based on the principle of ultrasonic echo transit time, in which time is directly 

digitized, augmented by a multibit time to digital converter, which distinguishes it from pre-

existing approaches. The proposed design is compact architecture and is suitable for standard 

health applications. 
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Abstract 
 

 In this paper, an area-efficient CMOS integrated solution for lung impedance extraction is 

presented. The lock-in principle is leveraged for its high effective bandpass selectivity, to acquire 

information about the airways, through stimulation by FOT (Forced Oscillation Technique). The 

modulated pressure and flow signals are down-converted by a quadrature voltage commutating 

passive mixer-first receiver. In addition to its linearity, and unlike the Gilbert cell, it can be biased 

at zero dc current to alleviate flicker noise contributions. The proposed solution is designed and 

fabricated in 0.18ɛm TSMC technology. The chip occupies an active silicon area of 4.7 mm2 

(including buffers and pads) and dissipates 429.63 ɛW. The proposed approach offers real time 

tracking of respiratory mechanics and is expected to be a promising solution for portable health 

monitoring and cost-effective biomedical devices. 

 

I. Introduction 
 

Diagnosis, treatment, and monitoring of respiratory disorders is critical for the long-term wellbeing 

of those suffering. Among such disorders include sleep apnea, COPD, asthma, and most recently, 

disorders related to the onset of COVID-19 [64]. Measuring respiratory impedance is a key tool in 

diagnosing and monitoring such respiratory disorders [65]ï[67]. Respiratory impedance is a 

mechanical quantity, defined as the ratio of pressure and flow, as opposed to electrical impedance, 

composed of voltage and current respectively. Methods for measuring respiratory impedance 

include some time series-based approaches; the identification method, and the recursive least 

squares algorithm [68]ï[70]. While others use a frequency domain approach as illustrated in Figure 

22. This frequency-based method used to track respiratory mechanics is known as FOT (Forced 

Oscillation Technique a.k.a. Oscillometry).  
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Figure 22:. Extraction of the patientôs lung mechanics 

 

Introduced in 1956 by DuBois et al. [12], FOT utilizes a pressure signal (force) to evoke a flow 

(displacement) response of the respiratory system. Typically, this process is carried out by a 

speaker or modulated fan, at high amplitudes and low frequencies (<10Hz). This is followed by 

pressure and flow sensing, to capture the force (pressure), and displacement (flow) signals 

respectively. The calculated resistance (real part of respiratory impedance), and reactance 

(imaginary part of respiratory impedance), of the pressure and flow signals obtained via FOT, 

provide information about respiratory mechanics. Figure 23 shows the conceptual diagram of the 

respiratory system and the approach of extracting respiratory impedance (Z). Because of FOTôs 

non-invasive nature, it can be continuously applied to spontaneously ventilating patients.   
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Figure 23: Motivation: Conceptual diagram of the respiratory system and the approach of extracting lung 

impedance, Z. The pressure emulates the voltage while flow is current.   

 

Industry efforts for long term monitoring of progressive and chronic respiratory disorders, 

highlight the desire for a miniaturized, continuous, non-invasive, and low power respiratory 

mechanics sensor. The crucial task, therefore, is to accurately extract FOT signal information, i.e.  

magnitude and phase [12], while maintaining an appropriate Signal to Noise Ratio (SNR) and 

consuming less power and computational resources. Recent study [14] supports the idea that high 

frequency oscillometry for continuous use is possible and can be useful for Positive Airway 

Pressure (PAP) devices and other mechanical ventilators. Therefore, to miniaturize this system, the 

FOT frequency is increased to shrink required speaker size, and its amplitude reduced for lower 

power, (i.e., longer battery life), and less noticeable operation during sleep. This poses a challenge 

in the face of a breathing noise floor, as SNR gets poorer when amplitudes are reduced. To this 

end, this article demonstrates a CMOS-based lung impedance extractor. The proposed design 

implements a lock-in amplifier (LIA) as an analog front-end to determine impedance from a known 

FOT signal, as it is buried under breathing noise. This paper is organized as follows. In Section II, 

a background overview is presented. Section III discusses the circuit implementation, details of 

the system architecture and the principle of operation, followed by the measurement results in 

Section IV. Finally, this paper is concluded in Section V. 
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II. Overview 

 

A. Background Review 

 

One of FOTôs uses is to distinguish between obstructive and central apneas in patients suffering 

from sleep apnea [66]. To treat obstructive sleep apnea and minimize recurrence of symptoms, 

continuous positive airway pressure (CPAP) was developed [71]. Moreover, the usage of a higher 

frequency lower amplitude oscillometry on a simple noninvasive ventilator such as CPAP was 

shown in an experimental study [14]. Theoretically, the patientôs airway impedance, ὤ Ὦcan ,‫ 

be modelled as a time-varying complex quantity involving a real resistive component, Ὑ, and 

imaginary reactive component, ὢ, as in (36).  

 

ὤ ‫ Ὑ ‫ Ὦὢ ‫   36 

 

where the reactive component comprises the elastance and inertance of the lung. By probing the 

airway with a low frequency (infrasound) sinusoid and measuring perturbations in the phase and 

amplitude of pressure and flow waveforms, one can reveal changes in the complex airway 

impedance. The ratio of pressure ὖ ‫ȟὸ is equal to the impedance seen by the ‫ȟὸ and flow Ὂ 

wave source.  

 

ὤ ‫ȟὸ   ὖ ‫ȟὸ Ὂ ‫ȟὸ    37 

 

This time varying impedance has been shown to have diagnostic qualities when checking a 

patientôs lungs and overall airway health in cases of asthma and chronic obstructive pulmonary 

disease (COPD). This kind of application also drives the need for different types of respiratory 

tracking sensors. As a results, silicon-based respiratory sensors [28], [32] and phase detection 

techniques [34], [35] have been reported. These approaches are promising for improving detection 

of sleep apnea, as semiconductor foundry technology is scaling down.  
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B. Impedance Calculation (Lung Mechanics) 

 

The typical method for calculating impedance (Z) is done using the complex ratio of the Fast 

Fourier Transform (FFT) of sampled P and F data: 

 

ὤ  ὪὯ  ὊὊὝ ὖὲ ὊὊὝ Ὂὲ   38 

 

where  ὪὯ  is the corresponding frequency bin of the FFT operation. The real and imaginary parts of 

Z (Ὑ  ὪὯ  and ὢ  ὪὯ ) (39) and (40), respectively,  

 

 

Ὑ  ὪὯ ὙὩ ὤ  ὪὯ Ƞ   ρ Ὧ ὔ  39 

 

                 ὢ  ὪὯ  ς“Ὧ‏ὸὙὩ ὤ  ὪὯ Ƞ   ρ Ὧ ὔ 40 

 

where ‏ὸ is the sampling interval, and N is the number of points per interval. However, Z is not 

only a function of frequency but also a function of time. To represent the complex information 

over time, the Short Time Fourier Transform (STFT) is used. The STFT is effectively a sliding 

window FFT which, unlike the regular Fourier transform, contains phase as well as amplitude 

information. This works by using a high-speed, high-resolution ADC to capture time series data, 

which is then processed to yield ὤ  ὪὯ Ȣ The sampling interval then changes in time, and impedance 

is found for the next overlapping time interval, yielding ὤ  ὪὯȟὸȢ 

 

C. Synchronous Lock-in Concept  

 

Although LIAs are widely used as laboratory equipment, few application-specific integrated 

implementations can be found in the literature for portable biomedical applications [72], [73]. 

Lock-In Amplifiers [74]ï[78] employ homodyne mixing, followed by low pass filtering to extract 

phase and magnitude information from a specific spectral component of a broad-banded, noisy 
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signal, even when the SNR of the information is considerably poor. This technique is used in many 

sensitive scientific experiments where extraction of data is not possible without it. The lock in 

technique can be described by the following principle: 

 

 ὠὒὍὃὪ  πὝ  ὃρίὭὲ ς“Ὢὸ ɲ ρ Ͻ ὃςίὭὲ ς“ Ὢὸ  ɲ ς Ὠὸ 41 

 

 ὠὒὍὃὪ     ὈὅḊ    ρςὃρ  ὃςὧέί  ɲ ρ  ɲ ς     πḊ  Ὢ

ρȾςὝ  

 42 

 

The input signal is represented as purely sinusoidal for simplicityôs sake. The LIA multiplies the 

input by a reference sinusoid (Eqn. 41), to shift half of the resulting signal power (in the frequency 

domain) to (Ὢ   Ὢ ) and the other half to (Ὢ   Ὢ) by the sum difference principle shown in Eqnôs 

44, 45 & 46. If the chosen mixing frequency exactly matches the input frequency, the signal power 

is shifted to DC and ςὪ. The integration from 0 to T (Eqn. 41) represents the low pass filtering 

function of the LIA, which averages the ςὪ component (and out of band noise) of the signal to 

zero. The resulting DC amplitude is determined by the amplitude of the two signals and the phase 

angle between them (Eqn 42). Because the signals may not be exactly in phase, due to signal path 

phase addition, and introduced phase addition from the measurement,  ɲ ρ is not expected to equal 

 ɲ ς . However, to get the full picture of the measured sinusoid,  ɲ ς is chosen at two values, separated 

by  “ς . This results in two DC values, first the in-phase (I) measurement and second, the 

quadrature-phase measurement (Q). These two values can be plotted in a complex Cartesian plane 

which results in the magnitude and relative phase angle of the measured signal. The power of the 

LIA lies in its ability to precisely single out the frequency of interest, (as the input and reference 

sinusoids are generated by the same source), and to have its effective filtering bandwidth quality 

factor, scale with averaging time.  This kind of measuring system can be applied to forced 

oscillation technique (FOT) in the monitoring of mechanical systems such as airway impedance. 

When low frequencies <100Hz and infrasound are passed into a patientôs airway along with regular 

breathing, at amplitudes low enough not to be detected by the patient, the pressure and flow signals 

generated will be buried under noise. By using the lock-in technique, one can ensure extraction of 

lung and airway impedance despite this noise. To intuitively compare the typical structure of 
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extracting a single tone from a noisy environment compared to the lock-in amplifier, let us consider 

this next case. Assume there is an FOT signal at 17 Hz. A good low-noise amplifier (LNA) will 

have about  πȢυάὠ  Ὄᾀ  of voltage noise spectral density,  ὠὖὛὈ. If this LNA has a bandwidth (BW) 

of 100 Hz and gain of 103, then the noise signal ( ὠὲ ) in the pass band can be given as:  

 

 ὠὲ  ὠὖὛὈ  ὄὡ ὋὥὭὲ  43 

 

Where  ὠὲ  is the root mean square of the noise. There will be not much luck measuring the output 

signal,  ὠί , unless we single out the frequency of interest which is at 17 Hz. If we follow the LNA 

with a band pass filter (BPF) with a quality factor, QF of 50, (in STFT case QF =21.5 ~ 22) centered 

at 17 Hz,  Any signal within a bandwidth of 0.34 Hz ( ρχὌᾀ ὗ Ὂ ) will be detected. The noise in the 

filter pass band according to (44) will limit the SNR to ~ 2.2 at 1mV of input signal. On the other 

side, the LIA can detect the signal at 17 Hz with a bandwidth as narrow as 0.1 Hz and lower. In 

this case, the noise in the detection bandwidth will be much less, and an accurate measurement of 

the signal is possible. The SNR with respect to the input signal level is shown in Figure 24. The 

LIA overcomes the typical LNA+BPF topology. The contribution of this paper is on this frontier. 

 

 
 

LIA

LNA+BPF (QF=50)

~ 3x

~ 3x
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Figure 24: The efficiency of extorting weak signals from a noisy environment. SNR is in unitless ratio. QF is the 

quality factor of the bandpass filter. 

 

III. Architecture of the Proposed Application-Specific Solution 

 

A. System Level 

 

The top-level system architecture 1 is shown in Figure 25. Clock signals used for mixing are 

generated by the phase generator in Figure 29(a). The input clock signal is generated by a 

microcontroller (MCU) off chip. This clock signal is 4x the FOT frequency to allow the phase-

generator the ability to create the non-overlapping phases (0, 90, 180, 270). The FOT signal is 

generated by the same MCU, using the same interrupt timer to ensure the signals are phase locked. 

The square wave FOT (CLK/4) is then filtered to produce a sine wave. This FOT sine is then 

passed through an amplifier and sent to the speaker which generates the mechanical signals. 

Pressure and Flow signals from the mechanical trasnducers enter the front-end at the mixers. After 

the mixers, the down converted Pressure and Flow signals are amplified by the chopper stabilized 

folded cascode amplifier and low pass filtered via the sub-Hertz filters before exiting the chip 

through buffers. All bandwidth and gain controls are handled by the MCU in software. The down 

converted and filtered outputs are collected by an ADC via PCB connections to a PSoC device and 

processed in MATLAB using equations (49 & 50) to obtain impedance. To understand the 

functionality of the system mathematically, let us recall the sum-difference identity: 

 

 ίὭὲ ς“ Ὢὖὸ  ίὭὲ ς“ ὪὊὕὝὸ  ρς    Ὠὧ   ςὪ  44 

  Ὠὧ  ὧέί ς“  Ὢὖ  ὪὊὕὝὸ    45 

  ςὪ  ὧέί ς“  Ὢὖ  ὪὊὕὝὸ   46 

 

where the  Ὢὖ is the frequency of the incoming pressure signal and  ὪὊὕὝ is the frequency of the FOT 

reference signal, respectively (assuming that the amplitude is normalized to 1 in both signals). For 

clarity,  ɭὨὧ refers to the difference of frequencies and  ɭςὪ refers to the sum of frequencies 

according to the trigonometric identity. If both frequencies being equal, with no phase difference, 
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 ɮ Ὠ π, we get the dc component of the pressure signal in addition to the double frequency 

component. The amplitudes of which are half the product of the two sinusoid amplitudes according 

to (45). If there is a non-zero phase difference,  ɮ Ὠ  ɮ ὖ  ɮ ὊὕὝ, between the two signals, it 

will be reflected as an amplitude degradation affecting the dc component by ÃÏÓ  ɮ Ὠ . Considering 

the four channels are theoretically identical in construction, let us analyze two quadrature-relative 

channels, e.g., the channel of real pressure PRe and the channel of imaginary pressure PImg. If the 

pressure transducer delivers the pressure and flow signals (in volts with a gradient sensitivity of 

KP (unit: V/(cmH2O)) and KF (unit: V/(L/s)), respectively, the output of the low pass filter can be 

obtained by integrating the amplified mixed signal as follows, (under the condition  ρὝ ḻρ): 

 

 ὖὙὩ  ρὝ  πὝ  ὃὠ  ὠὶὩὸὖ ὸὨὸ 47 

 ὖὍάὫ  ρὝ  πὝ  ὃὠ  ὠὭάὫὸὖ ὸὨὸ 48 

 

where  ὖὙὩ and  ὖὍάὫ are the in-phase and quadrature voltages respectively, (I and Q). T is the period 

of FOT reference signal,  ὠὶὩ and  ὠὭάὫ are the real part and the imaginary part of the reference 

signal, respectively, ὖ ὸ is the pressure input signal (modulated by lung impedance Z) to be 

demodulated, and AV is the gain of the amplifier. 

 

By mapping the  ὖὙὩ and  ὖὍάὫ from cartesian to polar, the phase and magnitude are obtained, 

 

 ὃὖ   ὖὙὩς  ὖὍάὫς   49 

 —ὖ   ὸὥὲ ρ    ὖὍάὫ  ὖὙὩ  50 

 

By extracting the pressure vector as  ὖὠ  ὃὖ  ὩὮ —ὖ  and in the same way, the flow 

vector  Ὂὠ  ὃὊ  ὩὮ —Ὂ , the time-dependent lung impedance can be represented as 

the ratio of both   ὖὠ  Ὂὠ ,  

 

ὤ   ὃὖ  ὃὊ  ὩὮ  —ὖ  —Ὂ  51 
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Z gains its time dependance from the amplitude and phase angles of pressure and flow. In other 

words, by computing the relative angles and magnitudes of both ὖ ὸȟʖ  and Ὂ ὸȟʖ , the lung 

impedance can be extracted in real time.  

 

Figure 25: System level architecture. 

 

 

B. Model Verification 

 

To examine the functionality of the proposed approach, the design has been developed and 

modeled (MATLAB-Simulink) as a demonstration. The model is tested under synthesized 

breathing signals and with a hybrid testbench, including actual data of several scenarios (different 

breathing cases, amplitudes, noise levels, speakers, CPAPs, and mesh resistors). The obtained 

output impedance is then compared to the typical FOT including the postprocessed FFT as a 

reference. The results demonstrate functionality with substantial area-efficiency and less 

fluctuations.  Figure 26 shows the experiment to verify the approach against the STFT approach. 
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Figure 26: The modeling-experiment verification. An extensive hybrid testbenches has been carried out in the phase 

of the modeling and compared to the conventional SFTT methodology. 

 

 

C. Implementation Details 

 

The top-level system is built in n-well 0.18µm CMOS process (1 poly and 6 metal layers). The 

pin-to-pin design is presented in Figure 27. The down-conversion operation is achieved using 

square wave pulse trains instead of pure sinusoids as depicted in Figure 29(b). The square waves 

which drive the mixer inputs, can be described by the Fourier series in the following equation: 

 

 

 ὠάὭὼ ὸ  “Ὠ  ὲ ρЊ  ςὲ Ͻ ίὭὲ  “ὲὨ Ͻ

 ὧέί ὲ—  ς“ὲὸ ὝὊὕὝ   
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Where the mixer input  ὠάὭὼ ὸ is governed by its duty cycle Ὠ, (Ὠ < ¼ for four non-

overlapping phases) and —, where —  0,   “ς ȟ“ȟ σ“ς  for the phases (0, 90, 180, 270) 

respectively. Each mixer input takes two pulse trains. A ñrealò signal path takes  ὠὶὩ and 

   ὠὶὩ  , which corresponds to 0 and 180 respectively, while an ñimaginaryò signal path takes 

 ὠὭάὫ and    ὠὭάὫ or 90 & 270 degrees.  Thus, the modulated a.c. pressure and flow 

signals are mixed by quadrature voltage commutating passive mixer-first receivers, using these 

complimentary pulse trains in four channels: real pressure ( ὖὶὩ), imaginary pressure 

( ὖὭάὫ), real flow ( ὊὶὩ), and imaginary flow ( ὊὭάὫ). In addition to its linearity, and 

unlike the Gilbert cell, the passive mixer-first [76] can be biased at zero dc current to alleviate 

flicker noise contributions. Since the mixer input impedance is signal-dependent, a buffer is 

inserted between the mixer and the pressure transducer (at the PCB level) to provide isolation. The 

mixer is followed by a programmable gain amplifier (PGA) (22ī47 dB), which is wrapped by a 

pair of chopping switches so that the contribution of 1/f noise, and or dc offsets (mainly by the 

PGA folded-cascode amplifier) can be mitigated. The low pass filtering of each lock-in cell is 

performed by a capacitive multiplier structure to reduce area consumption while maintaining a 

sub-Hertz cutoff frequency. Another advantage of this implementation is the minimum use of 

circuitry due to square wave demodulation that can be achieved. The main disadvantage is that the 

square wave waveform causes the introduction of several harmonics in the reference signal. The 

effect of these harmonics, with frequencies other than the required, are in great part mitigated by 

the demodulation and averaging process. The parallel combination of C and  Ὑ ὖὋὃ in Figure 

27(a) sets the -3dB point. 

 

ὃ ί    ὙὖὋὃ  ὙὭὲ ρ ί ὙὖὋὃὅ  53 
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Figure 27: One channel contains (a) mixer-first receiver, chopped amplifier, and low pass filter. (b) Digitally 

programmable resistor implementing the RPGA that enables AV tuning of the first-order active-R filter after the 

chopping. 

 

 

At low frequencies, the impedance of the capacitor C is much higher than  ὙὖὋὃ, so the dc gain 

is mainly set by the standard inverting formula of   ὙὖὋὃ  ὙὭὲ . As the frequency increases the 
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capacitorôs impedance decreases reducing the impedance of the parallel combination of Xc|| ὙὖὋὃ, 

until eventually at a high enough frequency, Xc reduces to ~ zero. The advantage here is that the 

circuits input impedance is now just  2ÉÎ. With the components in the feedback circuit that 

determines the corner frequency, the  ὙὖὋὃὅ set-point is unaffected by variations in source 

impedance and the dc gain can be adjusted independently of the corner frequency especially for 

this low frequency application. Having a programmable gain for the amplifier offers an extra 

functionality, as some sensor outputs may be in the millivolt range, others can be pre-amplified (> 

100 mV ac) and could saturate the amplifier. Adding an  ὙὖὋὃ network offers this kind of freedom. 

The programmable  ὙὖὋὃ network structure is shown in Figure 27(b). The Equations governing the 

forward and backward transfer characteristics of  ὙὖὋὃ are given, respectively, as 

  ὠέόὸ ὠὭὲ   Ὑρ  Ὑς   Ὑσ  Ὑτ ȿȿ  Ὑυȟφȟχ  and 

  ὠὭὲ  ὠέόὸ   Ὑσ  Ὑτ   Ὑρ  Ὑς ȿȿ  Ὑυȟφȟχ . Because of the 

choice of resistance and S<0> being tied to both sides, the transfer characteristics are symmetrical, 

  Ὑσ  Ὑτ    Ὑ ρ  Ὑς . The value of resistance for  Ὑυȟφȟχ  can only take on 

4 values, as the encoder block only keeps one switch active (or none) at once. Combined with 

S<0>, this results in 3-bit functionality, or  ςσ gain permutations.  This structure replaces the 

resistor  ὙὖὋὃ in the feedback path of the amplifier. Changing its value would also alter the 

bandwidth behavior of the first low-pass filter stage. It is favorable to ensure that the smallest value 

of resistance from the network still offers a cutoff below the chopping frequency, this can be 

achieved by tuning the value of C to keep the  ὙὖὋὃὅ product below that of  ρ  ‫ ὅὌ  for 

the smallest value of  Ὑ ὖὋὃ. This can be applied, as long as those resistors are connected to 

virtual ground, which simulates the proper operating condition of the programmable resistor 

network. As indicated in Figure 28, the structure of the differential folded-cascode implementation 

is chosen as a single-stage opamp that needs no special frequency compensation network which is 

suitable for this low frequency application.  
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Figure 28: Folded cascode amplifier (a) Transistor details (b) Common-mode feedback (c) Post-layout extracted 

results (d) Transient domain output waveforms when the input in only 1 mV. R1 & R2 are biasing resistors used to 

balance voltages in the network for low power operation. 

 

PMOS is selected for the differential pairs since an n-well technology is available. The small-

signal open loop gain is given by: 

 

  ὃὺ  Ὣάρ  Ὑ έόὸ  54 

 

where the  Ὑέόὸ is the output impedance and it is derived as: 

 

 Ὑέόὸ     Ὣάσ  Ὣάὦσ  ὶέσ   ὶέρȿȿ ὶέυ    Ὣάχ  Ὣάὦχ  ὶέχ  ὶέω  55 
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The postlayout simulation results presented in Figure 28(c&d) displays the gain programmability 

and the transient simulation, respectively. One of the disadvantages of the feedback resistor 

network is its non-monotonic behavior. The results are not compared to the best curve fitting in 

this case, instead itôs compared to the expected gain out of the RPGA value.  The generation of non-

overlapped reference phase is shown in Figure 29(a) and its timing diagram is shown in Figure 

29(b).  

 

 

Figure 29: The reference FOT signal four phases generation and (b) the timing diagram of the waveforms. (c) The 

PGA encoder. (d) Bandwidth switch encoder. (e) Biasing current distribution.  

 

The CLK input is four times higher than the FOT signal and is divided on chip for the appropriate 

mixing phases. Figure 29(c&d) shows the digital encoder for programming the gain and bandwidth 

respectively. This process is accomplished by changing the bit off-line to meet the signal 

requirement. The current distribution network is shown in Figure 29(e). To accomplish very low 

cutoff frequencies (< 10 Hz), the required RC product size needs to be very large as shown in 

Figure 30.  
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Figure 30: R and C projection for sub-Hertz bandwidth 

 

This may not be possible considering the small on chip capacitance values available in the CMOS 

technology which limit the on-chip practical capacitor values to less than 50 pF. To combat this 

issue, a capacitor-multiplier based filter was used. Though modified to consume less power, and 

achieve a higher capacitive multiplication factor, it was adopted from the filter topology presented 

by [79]. The configuration of this approach is shown in Figure 31(a&b). The LPF transfer function 

is derived as follows: 

 

  ὠέόὸ ὠὭὲ    ὥέ  †ς   Ὑς  ὅὩήςίς σὙ ὅὩήί

ρ  

56 

 

where  ὠέόὸ is the filterôs output voltage (i.e.,  ὠὒὖὊ) and  ὠὭὲ is the PGA amplifiers output voltage. 

By comparing (58) to the standard form of the second order system in (59) as: 

 

Ὄ ί    ὥέ  †ς  ίς  ς‒†ί  ρ  †ς  57 
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where † Ὑ ὅὩή  ρ  ‫ σὨὄ  and ‒ ρȢυ which is the damping ratio (ὗ  ρς‒ ). The value of 

resistor Ὑ ςψȢυ ὓɱ.  Ὠὧ ὫὥὭὲ  ὥέ  ‫ σὨὄς φ Ὠὄ, and the  ὅὩή is calculated according to (60), 

 

 

 ὅὩή ‍  ὅὃ  Ὦ ρσ  ὝὮ ὅὒὭ  58 

 

where Ὥɴ ρȡσ and ὒ ὭᶰὄȡὈ , and ‍ is ~ 300 in this design topology (Figure 31).  

 

 

 

Figure 31: (a) DC components filtering scheme: (b) Capacitor matching between Channels & 1st / 2nd stages (c) 

Capacitor matching between banks (d) Full capacitor distribution. 

 

The value of capacitors are as follows: CA= 6 pF, CB= 6 pF, CC= 12 pF, and CD= 24 pF. Process 
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capacitors in Figure 31 (a) are physically staggered as shown in Figure 31(c), to prevent mismatch 

between differential channels. The capacitor banks that are switch controlled in Figure 31(b), are 

broken down further in Figure 31(d). Capacitors with subscripts 1 and 2 are in the signal path Vin+, 

These are identical to capacitors with subscripts 3 & 4, which are in the Vin- signal path. The 

frequency response is presented in Figure 32 with the configurable bandwidth.  

 

 

Figure 32: Transistor-level frequency response of the c-multiplier based filter in Fig. 10(a) and formula (22). 

 

The very last stage to capture the pressure and flow information, is the high impedance buffer. 

There are four fully differential buffers for four channels. The circuit is shown in Figure 33. As an 

application-specific low frequency environment, the common-mode detection is accomplished by 

using passive resistors as linear elements. While NMOS transistors are faster than PMOS, in this 

circuit PMOS have been chosen for handling lower input swing as the speed is not a requirement 

for the design. Also, PMOS is selected for the differential pairs since an n-well technology is 

available. 
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Figure 33: The buffer circuitry details. 

 

IV. Measurement Results 

 

The proposed sensor based on the quadrature lock-in concept is fabricated in a standard 0.18Õm 

TSMC 1P6M mixed-signal process. Figure 34 shows the chip microphotograph of the 

manufactured design and its layout.  
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Figure 34: Chip microphotograph. 

 

 

The system occupies an active area of 4.7 mm2. The die is packaged and mounted on a PCB for a 

configurable experiment. A four-channel 6.25 GS/s MSO54 high-speed real-time Tektronix 

oscilloscope is used to observe the waveforms of the circuit. Input signals for pressure and flow 

are generated through a Keysight 81150A-120 MHz function generator. Power to the PCB housing 

the chip is supplied by a Sorensen XPF60-10D power supply. The control and timing signals are 

generated on the PCB from an ArduinoÉ firmware board, and finally, a PSoC 6 BLE evaluation 

board is used for its 16-channel scanning SAR ADC to sample and stream the data to a laptop 

computer. The experiment setup is shown in Figure 35.  

 

Figure 35: Experiment setup block diagram configuration. 

 

The characterization of the chip is done in multiple ways. One, by sweeping the phase π O ς“ 

between the input and down-conversion clock phase for a single channel and capturing the output. 
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The input phase and expected output phase measured by the LIA is compared for phase 

measurement accuracy. The signal with sweepable phase was sourced by a function generator and 

placed on the flow input pin of the chip. The pressure input channel was used as a control to 

measure the phase drift of the input over time, as the function generator was not phase locked with 

the down conversion frequency. With raw data collected from both the down converted and 

filtered, in-phase and out-of-phase, flow and pressure channels,  ὊὍάὫȟ ὊὙὩȟ ὖὍάὫȟ ὖὙὩ, the phase 

drift offset was then corrected by subtracting the reference phase (measured as a control on the 

pressure input) from the intentionally incremented phase (measured on the flow input) as shown 

below: 

 ‰ έὪὪίὩὸ  ὸὥὲ

ρ   ὊὍάὫὲ  ὊὙὩὲ  ὸὥὲ  ὖὍάὫ ὲ  ὖὙὩ ὲ  

59 

 

The raw and corrected phase measurements are shown in Figure 36.  
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Figure 36: Phase transfer characteristics. Shows the linearity of the phase measurement and error. Function 

generator was stepped in 10Ü increments 

 

The second method involves sweeping frequency above and below the mixing frequency, then 

observing the filtered output signals amplitude responses. Figure 37. demonstrates this principle, 

where progressive increases in æf, (æf being the difference between the down-conversion and input 

frequency) cause time dependent variations in the filtered outputs.  When the frequencies are 

matched, Figure 37(a), there is no variation in time. Though with only 0.1Hz offset, Figure 37(b), 

(a) 

(b) 
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the signal can be seen changing in response to the phase accumulation between the mixing 

frequency and input frequency. This accumulation is very small compared to the period of FOT, 

and therefore is only visible on the large time scale of the I&Q measurements. As æf increases 

further, Figure 37(c&d), the frequency variations increase, and amplitude response sharply 

declines.  

 

 

Figure 37: Frequency drifting measurements. As the input frequency deviates from the down-conversion frequency, 

the phase accumulation can be seen by a low frequency DC variation, with higher frequency variations being 

heavily suppressed. 

 

In Figure 38, additional amplitudes are swept along with frequency to make visualizing the 

response more intuitive. This results in a linear relationship as amplitude varies at the down 

conversion frequency, and a sharp non-linear decline in signal amplitude as the frequency is varied. 

This normalized LIA response is shown in Figure 38.  

(a) (b) (d)(c)
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Figure 38: Normalized LIA response as a function of frequency drift and input amplitude. This shows how the 

response is linear in amplitude changes at the down conversion frequency and highly non-linear in frequency 

deviations. 

 

Power characterization is done by measuring the voltage drop across 100 Ý resistors, routed from 

the LDOôs, in series with each of the power pins feeding the chips major components, then 

sampled, and their difference to the supply voltage taken. The architecture system consumes ~ 

429.63 µW (including buffers). The breakdown of this power dissipation is indicated in Figure 39. 
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Figure 39: Power dissipation breakdown. Mixing and amplification consumes 48.83 ÕW, LPF consumes 0.8 ÕW, 

and drivers consumes 380 ÕW. 

 

Further characterization is done by using ADSL500 lung simulator machine (to emulate the real 

patient) with FOT, driving a speaker connected to the respiratory system and capturing the 

resulting pressure and flow, AC coupling this signal to the chip, and measuring the resulting 

signals. The raw data collected by the LIA would be processed and evaluated in MATLAB, then 

compared to the conventional STFT methodology. The impedance reading Z(ɤ) (R(ɤ)+jX(ɤ)) 

would be obtained in cmH2O/L/s according to the following ratio: 

 

ὤ ὤz   ὑ Ὂ  ὑ ὖ  60 

 

where  ὑ ὖ  (in cmH2O) and  ὑ Ὂ  (in L/s) are the pressure and flow transfer gain of the system, 

respectively. This gain can be different from transducer to transducer. In summary, the proposed 

architecture functions as expected. It outputs the impedance information proportional to the 

amplitude and phase of the frequency of interest. 
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V. Conclusion  

 

This work demonstrates the functionality of a silicon-based solution to synchronously extract 

parameters of lung mechanics. By leveraging the concept of homodyne down conversion, the 

information of the phase and the amplitude of the stimulation frequency is obtained 

instantaneously. The proposed lock-in approach is an area and power efficient solution and is 

suitable for standard CMOS manufacturing. The obtained measurement results are very promising, 

making this sensor an alternative option to measure lung impedance, thus empowering the current 

challenges of implementing portable integrated systems to offer affordable health monitoring 

devices. 
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Chapter 5 : SUPPLEMENTAL ANALYSIS & RESULTS 

 

 

This chapter includes additional information, design, simulation, and results for the lock in 

amplifier blocks, and ultrasonic sensor that supplements the previous two chapters. This chapter 

includes analysis of the time-of-flight capture methodology and analysis, additional sensor 

geometry results, sampling / pulse repetition rate experimentation and temperature data. Additional 

results and analyses of the Amplifier and low pass filter blocks are included, as well as the 

synchronous generation of FOT and clock driving signals. 

 

I. Introduction 
 

Adequate resolution, reliability of measurement, reduction of noise and sampling frequency are 

paramount to sensor and signal processing design. The supplementary details in this chapter 

highlight their analyses and design process and measure the reliability, sampling rate, noise profile 

and resolution of the various platforms in this dissertation. Supplementary details for Chapter 3 

are included in Section II, while supplementary details for Chapter 4, included in Section III. 

In Section II.A, two major methods of time-of-flight capture for ultrasonic waves, both envelope 

detection and zero crossing have been investigated and compared for efficacy in reliability of 

measurement and invariance to variation in pulse energy. Mathematical simulations relating the 

envelope to channel amplitude noise are shown, as well as how zero crossing detection eliminates 

this source of noise. After proving that zero crossing detection is superior for noise suppression, in 

Section II.B, the analysis of clock jitter and standard deviation in measurement due to phase 

uncertainly in the time to digital conversion is investigated and conclusions about use cases are 

made. In Section II.C, the sampling frequency of the ultrasonic sensor platform is investigated, 

and anti-phase pulsing is introduced to reduce ring-down time in an attempt to improve pulse 

repetition rate with limited success. With these analyses concluded, in Section II.D, the 

temperature cancellation effect of a bi-directional measurement and the linear relationship between 

temperature and speed of sound is shown. The bi-directional measurement is demonstrated to show 

how the up and down stream measurements move together, whose difference effectively cancels 
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speed of sound variations. Finally, in Section II.E, as a conclusion to the ultrasonic sensor, the 

geometry of each sensor is compared for flow resolution and range by altering the angle and length 

of the sensor.  

Supplemental results of the lock-in amplifier in Section III.A) include additional images of 

cadence simulations and real data acquired from testing the amplifier output from the lock-in to 

demonstrate the output characteristics based on inputs before filtering. In Section III.B) The low 

pass filtering, bode characteristics of the low pass filter for each bandwidth setting is shown. 

Finally, in Section III.C), the methodology of how the synchronous demodulation is generated is 

shown. 

 

II. Ultrasound Measuring System 

 

This section is an expansion of results and analyses for Chapter 3, broken down into 5 sub-sections, 

A through E.   

A. Time-Of-Flight Capture 

 

Envelope and zero crossing detection are methods for extracting the time of flight of ultrasonic 

waves [43], [44], [52]. Envelope detection and single sided wave capture was initially considered 

and tested in the first prototype for the sensor platform in Chapter 3. Triggering on the envelope 

proved to be very noisy and only provided data that was indicative of flow and was susceptible to 

variations in the speed of sound, thus the envelope was used as a coarse measurement to trigger 

the TDC capture on the following zero crossing. The speed of sound variations is covered in a later 

section, but to investigate why envelope detection was noisy, and how zero crossing detection was 

used as a solution, mathematical modelling of the waves, trigger point and envelope are needed. 

Measuring and comparing the zero-flow state and steady state CPAP flow with no resistance, 

thought the sensor tube, the maximum time-of-flight difference in received waves was only 3.4us. 

The CPAP machineôs flow generates a time of flight difference with little variation in wave 

amplitude at steady state, however, varying the flow rate within the sensor tube caused 

considerable variation in received wave amplitude. Any variation in voltage supply or received 



76 

 

signal energy modifies the peak-to-peak voltage of the received signal and causes missed and 

premature/late detections on the envelope. To understand the effect of envelope detection and its 

susceptibility to noise as a percentage of maximum expected time-of-flight, the waveform is first 

approximated using the following equations: 

ὃ ὸ  Ὁ ὸὪ ὸ  61 

 ὃὸ  ίὭὲς“Ͻ ὪὉ Ͻὸ  ίὭὲς“Ͻ Ὢό Ͻὸ    62 

 ώὝ ȿ ίὭὲς“Ͻ ὪὉ Ͻὸ ȿ  63 

  

Where ὃὸ represents the waveform captured at the receiver, Ὁὸ represents the envelope of the 

pulse,  ὪὉ is the envelope frequency,  ώὝ is a constant amplitude trigger point, Ὢὸ represents the 

carrier wave, and  Ὢό is the carrier frequency. Equations 62 & 63 show the approximated received 

waveforms. However, when only triggering on the envelope, the absolute value of the envelope 

can be taken irrespective of the carrier (Eqn. 63). In this example, an envelope frequency of 430Hz 

is used. The threshold of measuring the wave phase,  ώὝ is maintained constant while the amplitude 

of the waves will be varied to see the effect on perceived time-of-flight changes at steady state, 

i.e., flow = constant. 

The measured waveform shape and the approximated shape are shown in Figure 40 and Figure 41 

respectively. Although the rise and fall of the received signal is slightly less sinusoidal, the 

sinusoidal envelope is a close approximation and will work for the scope of the analysis. 
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Figure 40: Scope capture of received ultrasonic wave. Steady state flow indicated a phase change of 3.4us using the 

45-degree angled tube sensor geometry. 

 

Figure 41: Mathatical approximation of the ultrasonic captured wave, envelope and capture threshold. 

 

Picking some constant threshold  ώὝ, the time ὸȟ at which an intersection occurs along the envelope 

wave can be derived using Equation 63, where ὥ becomes an amplitude scaling factor, in this case, 
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our source of amplitude noise. The absolute value is ignored, as we only care about relative capture 

times. 

 ώὝ ὥϽ ίὭὲ ς“Ͻ ὪὉ Ͻὸ   64 

Rearranging for time ὸ, we get:  

ὸ     ίὭὲρ   ώὝ ὥ ς“Ͻ ὪὉ   65 

Using these times, the perceived phase difference measurement between two enveloped waves 

with differing amplitudes, and same threshold, can be expressed as a difference in time, i.e., 

subtracting two instances of Eqn. 65. 

 ὸὨ  ὸρ  ὸς   66 

Substituting Eqn. 65 into Eqn. 66, and setting ὥ ρ in the reference instance, and merging 

denominators, the time difference can be expressed as: 

 ὸὨ      ίὭὲρ  ώὝ ίὭὲρ   ώὝ ὥ ς“Ͻ ὪὉ   67 

When ὥ is 1, the terms cancel out and the perceived time difference  ὸὨ  0. However, as ὥ changes, 

the terms no longer cancel, and a measurable time difference emerges. Working backwards with 

the measured time-of-flight difference earlier (3.4us), the amplitude noise that could cause a late 

detection of 3.4us would be calculated as follows: Using  ὸὨ σȢτόίȟ ώὝ πȢυȟ ὪὉ τψπὌᾀȟ and 

solving for ὥ: 

ὥ    ώὝ  ίὭὲ  ίὭὲρ  ώὝ ς“Ͻ ὪὉ Ͻ ὸὨ     ȟ      ὥ ρȢπρψ  68 

Thus, only a 1.8% change in wave amplitude causes a full measurement range of error (3.4us 

ȹTOF) when  ώὝ is chosen at 0.5. Demonstrating this effect in Figure 42, we have a zoomed 

in image of three sinusoids and their respective envelopes, one with zero phase shift, another with 

a phase difference equal to 3.4us and a third with an amplitude scaling of 1.7%. We can see in Fig. 

42 that the red and green waveforms appear to have the same phase shift compared to the blue 

waveform when triggered on their envelopes, indicating a very large flow rate in both cases, but 

the green case has no flow rate change, only amplitude scaling. 
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Figure 42:. Verifying in Desmos (online plotting tool), blue is the original signal, red is the signal with the CPAP 

running at max flow, and the green is the original signal with no phase shift but with an amplitude scaling equal to 

(a = 1.7%) and black shows the threshold line. 

 

This indicates that the moment an envelope triggers a TOF measurement that is 3.4us greater than 

expected, itôs not clear whether it was a massive change in flow, or a very small change in 

amplitude. Ultrasonic envelope detection time-of-flight TDC is thus highly susceptible to noise 

that affects wave amplitude.  

With this knowledge, we know the ideal scenario is where the perceived time difference,  ὸὨȟ is 0 

at steady state, and  ὸὨ is also linearly related to the flow being measured when not in steady state. 

This perceivable time difference due to amplitude variations will go to zero as the relative 

amplitude goes to 1, this means that normalizing the data before triggering could reduce or remove 

this effect dependent on the efficacy of normalization process. More importantly though, as the 

trigger level  ώὝ  approaches zero, the effect of amplitude scaling diminishes, isolating the phase 

changes from amplitude dependence. This means that using zero crossings of a waveform 

decouples time-of-flight measurements from noise affecting wave amplitude. However, when 

using the envelope as a trigger point, the envelope never crosses zero, i.e., goes negative, due to 

the nature of an envelope detector. Thus, triggering on the zero-crossings of  Ὢὅ at 40Khz would be 

more effective in determining phase changes, as it would be invariant to wave amplitude.  
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Using this knowledge, the first prototype was simulated in Tina. The simulated circuitry is shown 

in Figure 43. The envelope of the wave was used as a coarse ñmeasurementò to trigger the zero-

crossing detection. A kind of pulse energy detection, to signify that an ultrasound wave has arrived. 

A pre-set timer would also work for triggering a measurement, though this would be used in later 

designs. The rising edge of the envelope was detected with a rising edge detector, which enabled 

the following rising edge of the zero-crossing detector to signal a capture of the TDC value as a 

finer measurement. The simulated circuit results are shown in Figure 44 & Figure 45. The TDC 

measurement was still reliant on the amplitude in some sense, considering the envelope was used 

to determine the coarse time of when to take the measurement. Though this was offset by taking 

the modulus of the measurement with 2.́ This had the effect of making the measurement capped 

to a 0 - 2́ measurement, though was now largely independent of pulse energy. The breadboard 

layout for the simulated circuit is shown in Figure 46 while the actual results of the circuitry are 

shown in Figure 47 & Figure 48. We can see how the simulation matches the implementation very 

well, comparing figure pairs Figure 44 / Figure 47 and Figure 45 / Figure 48 

 

 

Figure 43: Simulated circuitry for Time of Flight generation and measurement 
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Figure 44: Simulation result of the time-of-flight generation and capture for initial prototype. Green = Received 

wave, Pink = 1st stage envelope filter, Red = 2nd stage envelope filter, blue = Trigger output from 2nd stage envelope 

filter, grey =  zero crossing trigger. 

 

Figure 45: Simulation result of the time-of-flight generation and capture for initial prototype, zoomed in.  2. Green 

= Received wave, Pink = 1st stage envelope filter, Red = 2nd stage envelope filter, blue = Trigger output from 2nd 

stage envelope filter, grey =  zero crossing trigger. 
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Figure 46: Ultrasonic sensor first prototype breadboard layout plan 

 

 

Figure 47: Scope results for the initial prototype for time-of-flight generation and capture. Purple (Envelope 

detector trigger), green (zero crossing detection trigger), Yellow (Received waveform), Pink (Wave envelope)  
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Figure 48: Zoomed in scope results for the initial prototype for time-of-flight generation and capture. Purple 

(Envelope detector trigger), green (zero crossing detection trigger), Yellow (Received waveform), Pink (Wave 

envelope) 

 

The sensor was hooked up to a 3L syringe, and air was blown in and out of the sensor in an 

oscillatory pattern (Figure 49), which shows the function of the sensor is working, though 

susceptible to speed of sound variation and is not as high resolution as it could be. This proof of 

concept was promising, and further development could occur. 
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Figure 49: Data captured from ATMega328p and fed to PC through USB. A 3L Syringe was used to induce the flow 

patterns seen in the figure. 

 

B. Time of Flight Measurement STD 

 

To improve upon the sensor, data was captured to analyze sources of error. 10,000 samples (30 

seconds of data at ~320 samples/second) of send and receive waveforms were saved, showing over 

200,000 zero-crossings in a zero-flow state. 18 zero crossings per sample were taken along each 

recieve waveform, beween 340us and 834us and plotted. Figure 50 & Figure 51 show the captured 

data and how the zero crossing measurements were taken. 
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Figure 50: One data set graphed in MATLAB for a send and receive pulse. 

+ 

Figure 51: Waveform phase capture locations. 
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To illustrate the effect of ñwhenò the time-of-flight measurement is taken, on measurement 

reliability, all of these zero crossings (Figure 51) were plotted with their TDC value (Figure 53). 

Where Figure 52 shows only one zero crossing, but in more detail. Figure 53 shows all of the 

measurements plotted on the same scale, with the y-axis is in nanoseconds and x-axis in sample #. 

Each zero-crossing was offset to place them on the same plot for better visualization. Using this 

data, Figure 54 was constructed to demonstrate how the standard deviation in TDC measurements 

is linearly proportional to zero-crossing location.  

 

Figure 52: Phase measurements plotted one after another for the same zero-crossing location. The phase 

uncertainty is visible. 
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Figure 53: Multiple phase measurements plotted for multiple zero crossing locations. The further away (positive Y-

axis) in time the measurement is taken, the more uncertainty exists in the measurement. 

 

Figure 54: Data from multiple instances of zero-crossings are plotted for their variance against time of occurrence. 

Plot demonstrates the clear linear pattern that exists. 

 

The clock signal frequency deviation, and resulting phase accumulation is then linearly related to 

time of measurement (Figure 54). Thus, later detections of phase show more error than earlier 

detections. In this case, an explanation for this phenomenon is that the MCU (Microcontroller) 

clock has had more time to accumulate phase errors and the variance in measurement increases. 

This meant that taking the zero-crossing measurement sooner was better than later. These 

measurements expose a fair bit of phase noise, the solution to this was to reduce the uncertainty in 

frequency generation, by using a phase locked loop in conjunction with a crystal oscillator. This 

improved the few parts per thousand (PPT) deviation in frequency generation, to only a few parts 

per million (PPM) which dramatically improved uncertainty in signal recovery. With persistence 

on, we can see how the phase certainty of the zero-crossing trigger is vastly improved with an 

8MHz crystal oscillator in Figure 55. 
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Figure 55: Demonstration of phase uncertainty. (Left no crystal oscillator) (right with 8MHz crystal oscillator in 

PLL with TDC clock) 

 

 

C. Pulse Repetition Rate 

 

Pulse repetition rate determines the maximum sampling frequency of the sensor. A high sampling 

rate is desirable to receive high resolution data. The pulse repetition rate is limited by transmitter 

transducer ring-down time, since the transmitter and reciever roles are swapped after each 

ultrasonic pulse. Letting the transmitter ring out prevents interference between the previous 

transmitted pulse phase and the next received pulse phase, though this ring out time is long, on the 

order of 2ms. This means the highest sampling frequency achievable by this sensor is roughly 500 

samples per second, though this frequency is more than adequate for sampling past Nyquist for 

breathing signals. As an attempt to increase this sampling frequency, anti-phase pulses were added 

after each transmit sequence, where a few extra square-wave cycles, 180 degrees shifted from the 

driving pulse, were meant to actively cancel the ring out, seen in Figure 56 / Figure 57.  
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Figure 56: Full Length Pulse (Left), Reduced pulse with anti-phase driving signal (Right) 

 

 

 

Figure 57: Regular pulse train (Left), antiphase supplemented pulse train (Right) 

 

Though anti-phase pulsing did reduce the total power of the signal at the reciever, unfortunately, 

it did not have a positive effect on ringdown time at the receiver, thus it may be possible that the 

transmitter is also unaffected in terms of settling time. Considering the transmitter is the device in 

question, seeing the effect on this transducer directly would be more effective in measuring the 

effect of anti-phase pulsing, though this would likely require a different measurement solution, 

such as an optical one, as letting the sensor terminals float at the gate of a buffer amplifier to 

measure the voltage as a function of displacement, would also alter the ringdown effects. Though 

I suspect active cancellation may be required to reduce ringdown. Sampling frequency is adequate 

for the application; therefore, this can be benched for future research. 
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D. Temperature Cancellation 

 

Breathing signals contain a fair bit of humidity and temperature, which alter the speed of sound. 

This alteration of the speed of sound obscures fluid flow measurements when using time-of-flight. 

Internal body temperature would be the maximum temperature expected to be ejected from the 

lungs, and while humidity is a concern, its effects are far less noticeable than temperature, though 

they may account for discrepancies in the expected linear relationship between time of flight and 

temperature. 

An AD590JF temperature sensor was added to the inside of the tube containing the ultrasonic 

sensor. Hot air was blown into the tube to heat it, and the ends were capped to allow the temperature 

to gradually decay. During the time the temperature sensor was capturing data (Figure 58), the 

ultrasonic sensor was capturing up-and downstream measurements for time of flight. The phase 

difference captured was plotted against temperature and a linear relationship emerged, as shown 

in Figure 59. 

 

 

Figure 58: Temperature sensor step response 
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Figure 59: Relationship between measured phase shift, (phase accumulation due to speed of sound changes) and 

temperature. 

 

The bi-directional effect of temperature cancellation is very powerful, even during steady state, 

the variations in speed of sound are staggering. Figure 60 shows how much single sided phase 

measurements vary in time with no fluid flow in the channel, and how their difference shows a net 

zero flow. 
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Figure 60: Demonstration of the steady state changes in time-of-flight despite no induced drift velocity, and 

demonstration of the effect of temperature cancellation when taking their difference. 

 

E. Geometry 

 

As mentioned in chapter 3, the geometry of the sensor was of great consideration. Multiple 

geometries were investigated and tested for their sensitivity, linearity, and size. The results of the 

tests on the geometries shown in Figure 61. are shown in Figure 62. 
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Figure 61: Various geometries of ultrasonic sensor tested. Left to Right (30 degree, 45, degree, 60 degree, Box) 

 

 

Figure 62: Results from testing the linearity, resolution and range of flow as tube angle changes. Results were taken 

using a signle sided measurement and no crystal oscillator. 

These geometries all show a relatively linear relationship between flow and time of flight. These 

tests were done on one of the earlier prototypes that do not take advantage of the double sided (bi-

directional) measurement or the phase locked loop clock stabilization, which is what likely 

contributes to the noise seen in these measurements. What is surprising is that the square tube also 

showed a linear relationship between flow and time of flight, with a linear regression almost 

identical to the 45-degree angled tube, which may give an avenue for a new geometry not yet seen 

in literature. 

 

III. LIA Components 
 

A. Amplifier 

 


































































